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Tektronix warrants that the products that it manufactures and sells will be free from defects in materials and workmanship
for a period of one (1) year from the date of shipment. If a product proves defective during this warranty period, Tektronix,
at its option, either will repair the defective product without charge for parts and labor, or will provide a replacement in
exchange for the defective product.

In order to obtain service under this warranty, Customer must notify Tektronix of the defect before the expiration of the
warranty period and make suitable arrangements for the performance of service. Customer shall be responsible for
packaging and shipping the defective product to the service center designated by Tektronix, with shipping charges prepaid.
Tektronix shall pay for the return of the product to Customer if the shipment is to a location within the country in which the
Tektronix service center is located. Customer shall be responsible for paying all shipping charges, duties, taxes, and any
other charges for products returned to any other locations.

This warranty shall not apply to any defect, failure or damage caused by improper use or improper or inadequate
maintenance and care. Tektronix shall not be obligated to furnish service under this warranty a) to repair damage resulting
from attempts by personnel other than Tektronix representatives to install, repair or service the product; b) to repair
damage resulting from improper use or connection to incompatible equipment; c) to repair any damage or malfunction
caused by the use of non-Tektronix supplies; or d) to service a product that has been modified or integrated with other
products when the effect of such modification or integration increases the time or difficulty of servicing the product.

THIS WARRANTY IS GIVEN BY TEKTRONIX IN LIEU OF ANY OTHER WARRANTIES, EXPRESS OR
IMPLIED. TEKTRONIX AND ITS VENDORS DISCLAIM ANY IMPLIED WARRANTIES OF
MERCHANTABILITY OR FITNESS FOR A PARTICULAR PURPOSE. TEKTRONIX’ RESPONSIBILITY TO
REPAIR OR REPLACE DEFECTIVE PRODUCTS IS THE SOLE AND EXCLUSIVE REMEDY PROVIDED TO
THE CUSTOMER FOR BREACH OF THIS WARRANTY. TEKTRONIX AND ITS VENDORS WILL NOT BE
LIABLE FOR ANY INDIRECT, SPECIAL, INCIDENTAL, OR CONSEQUENTIAL DAMAGES IRRESPECTIVE
OF WHETHER TEKTRONIX OR THE VENDOR HAS ADVANCE NOTICE OF THE POSSIBILITY OF SUCH
DAMAGES.
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If you have not already purchased Service Assurance for this product, you may do so at any time during the product’s
warranty period. Service Assurance provides Repair Protection and Calibration Services to meet your needs.

Repair Protection extends priority repair services beyond the product’s warranty period; you may purchase up to three
years of Repair Protection.

Calibration Services provide annual calibration of your product, standards compliance and required audit documentation,
recall assurance, and reminder notification of scheduled calibration. Coverage begins upon registration; you may purchase
up to five years of Calibration Services.
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� Priced well below the cost of a single repair or calibration

� Avoid delays for service by eliminating the need for separate purchase authorizations from your company

� Eliminates unexpected service expenses

��	 ����	������ ��� �	��	���

For more information or to order Service Assurance, contact your Tektronix representative and provide the information
below. Service Assurance may not be available in locations outside the United States of America.

Name VISA or Master Card number and expiration
Company date or purchase order number
Address Repair Protection (1,2, or 3 years)
City, State, Postal code Calibration Services (1,2,3,4, or 5 years)
Country Instrument model and serial number
Phone Instrument purchase date
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Review the following safety precautions to avoid injury and prevent damage to
this product or any products connected to it. To avoid potential hazards, use this
product only as specified.

Only qualified personnel should perform service procedures.

While using this product, you may need to access other parts of the system. Read
the General Safety Summary in other system manuals for warnings and cautions
related to operating the system.

)�  	���	  �*�	 ��	�+ Use only the power cord specified for this product and
certified for the country of use.

(	���� ���  	�����+ This product is grounded through the grounding conductor
of the power cord. To avoid electric shock, the grounding conductor must be
connected to earth ground. Before making connections to the input or output
terminals of the product, ensure that the product is properly grounded.

���	
� ��� ��	����� ������+ To avoid fire or shock hazard, observe all ratings
and markings on the product. Consult the product manual for further ratings
information before making connections to the product.

&� ��� ���	��� ������� ��
�	+ Do not operate this product with covers or panels
removed.

�
��� $,���� ��	����	�+ Do not touch exposed connections and components
when power is present.

&� ��� ���	��� ���� �������� �����	�+ If you suspect there is damage to this
product, have it inspected by qualified service personnel.

&� ��� ���	��� �� ���-&��� ���������+

&� ��� ���	��� �� �� $,����
� �������	�+

 	�
���  	���	 !����������+ Refer to the manual’s installation instructions for
details on installing the product so it has proper ventilation.

�� �
��� ��	� �	
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��	� �� ��� #�����+ These terms may appear in this manual:

�������� Warning statements identify conditions or practices that could result
in injury or loss of life.

��	
���� Caution statements identify conditions or practices that could result in
damage to this product or other property.

��	� �� ���  	�����+ These terms may appear on the product:

DANGER indicates an injury hazard immediately accessible as you read the
marking.

WARNING indicates an injury hazard not immediately accessible as you read the
marking.

CAUTION indicates a hazard to property including the product.

������ �� ���  	�����+ The following symbols may appear on the product:

 

���������� 	��
��

������ ��������

�������

����� �� ���
��

��
���

�� 
�����

!�����	

"�#� $����#�

������ ��� ��	�
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Only qualified personnel should perform service procedures. Read this Service
Safety Summary and the General Safety Summary before performing any service
procedures.

&� ��� ��	
��� �����+ Do not perform internal service or adjustments of this
product unless another person capable of rendering first aid and resuscitation is
present.

&��������  �*�	+ To avoid electric shock, disconnect the mains power by means
of the power cord or, if provided, the power switch.

)� ������� ���� ��	
����� ��� ���+ To avoid electric shock or injury, use
extreme caution when handling the CRT. Only qualified personnel familiar with
CRT servicing procedures and precautions should remove or install the CRT.

CRTs retain hazardous voltages for long periods of time after power is turned off.
Before attempting any servicing, discharge the CRT by shorting the anode to
chassis ground. When discharging the CRT, connect the discharge path to ground
and then the anode. Rough handling may cause the CRT to implode. Do not nick
or scratch the glass or subject it to undue pressure when removing or installing it.
When handling the CRT, wear safety goggles and heavy gloves for protection.

)� ��	� ���� ��	
����� ����  �*�	 ��+ Dangerous voltages or currents may
exist in this product. Disconnect power, remove battery (if applicable), and
disconnect test leads before removing protective panels, soldering, or replacing
components.

To avoid electric shock, do not touch exposed connections.

./���������+ To avoid x-radiation exposure, do not modify or otherwise alter the
high-voltage circuitry or the CRT enclosure. X-ray emissions generated within
this product have been sufficiently shielded.
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This document supports serial number J310000 and above.

This preface contains information needed to properly use this document to
service the WFM 1125 Digital Television Waveform Monitor Option
0A/0B/0C/0D, as well as general information critical to safe and effective
servicing of this waveform monitor. This manual applies to any instrument with
serial number J310101 and above.

&������� ��	����	�

This document is divided into sections, such as Specification and Theory of
Operation. Further, it is divided into subsections, such as Product Description
and Removal and Installation Procedures.

Sections containing procedures also contain introductions to those procedures. Be
sure to read these introductions because they provide information needed to do
the service correctly and efficiently. The following is a brief description of each
document section.

� Specification contains a product description of the WFM 1125 Digital
Television Waveform Monitor Option 0A/0B/0C/0D and tables of the
characteristics and descriptions that apply to it.

� Operating Information includes general information and operating instruc-
tions at the level needed to safely power on and service this waveform
monitor. A statement of the service strategy that this document supports, and
instructions for shipment of the waveform monitor are found in this section.

� Theory of Operation contains circuit descriptions that support general service
and fault isolation down to the module level.

� Performance Verification contains a collection of procedures for confirming
that these waveform monitor function properly and meet warranted limits.

� Adjustment Procedures contains a collection of procedures for adjusting
these waveform monitor to meet warranted limits.

� Maintenance contains information and procedures for doing preventive and
corrective maintenance of these waveform monitor. Instructions for cleaning,
for firmware updates, and for fault isolation to a module are found here.

� Options contains information on servicing any of the factory-installed
options that may be present in your waveform monitor.
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� Electrical Parts List contains a statement referring you to Mechanical
Replaceable Parts, where both electrical and mechanical modules are listed.

� Diagrams contains a block diagram and an interconnection diagram useful
for isolating failed modules.

� Mechanical Parts List includes a table of all replaceable modules, their
descriptions, and their Tektronix part numbers, as well as the exploded view.

&������� ���
������

This document uses certain conventions which you should become familiar with
before doing service.

Throughout this manual, any replaceable component, assembly, or part of these
waveform monitor is referred to generically as a module. In general, a module is
an assembly, like a circuit board, rather than a component, like a resistor or an
integrated circuit. Sometimes a single component is a module; for example, each
chassis part of the waveform monitor is a module.

Symbols and terms related to safety appear in the Safety Summary found at the
beginning of this document.

Besides the symbols related to safety, this document uses the following symbols:

�
�. The stop labels information which must be read in order to correctly do
service and to avoid incorrectly using or applying service procedures.

������� #�����

The WFM 1125 Digital Television Waveform Monitor Option 0A/0B/0C/0D
come with the following manual:

WFM 1125 Option 0A/0B/0C User Manual (Tektronix part number
071-0260-XX) contains information for operation the WFM 1125 Digital
Television Waveform Monitor Option 0A/0B/0C/0D.

#�����

������

������
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�
�. Throughout this document, any field-replaceable component, assembly, or
part of this waveform monitor is referred to generically as a module.

This document contains all the information needed for periodic maintenance of
the WFM 1125 Digital Television Waveform Monitor Option 0A/0B/0C/0D.
(Examples of such information are procedures for checking performance and for
readjustment.) Further, it contains all information for corrective maintenance
down to the module level. This means that the procedures, diagrams, and other
troubleshooting aids help isolate failures to a specific module, rather than to
components of that module. Once a failure is isolated, replace the module with a
fresh unit obtained from the factory.

All modules are listed in Mechanical Parts List. To isolate a failure to a module,
use the fault isolation procedures found in Section 6, Maintenance.

��	
��� ����	���

Tektronix provides service to cover repair under warranty as well as other
services that may provide a cost-effective answer to your service needs.

Whether providing warranty repair service or any of the other services listed
below, Tektronix service technicians, trained on Tektronix products, are best
equipped to service your WFM 1125 Digital Television Waveform Monitor
Option 0A/0B/0C/0D. Tektronix technicians are appraised of the latest informa-
tion on improvements to the product as well as the latest new options to the
product.

Tektronix warrants this product for one year from date of purchase. Tektronix
technicians provide warranty service at most Tektronix service locations
worldwide. Your Tektronix product catalog lists all service locations worldwide.

The following services may be purchased to tailor repair and/or calibration of
your WFM 1125 Digital Television Waveform Monitor Option 0A/0B/0C/0D to
fit your requirements.

��/&���� ��	
���+ Tektronix offers several standard-priced adjustment (calibra-
tion) and repair services:

��		���� �����	 ��	
���

�����	 �	 �����	�����

��	
���



Introduction

,�� WFM 1125 Option 0A/0B/0C/0D Service Manual

� A single repair and/or adjustment.

� Calibrations using equipment and procedures that meet the traceability
standards specific to the local area.

� Annual maintenance agreements that provide for either calibration and repair
or calibration only of the waveform monitor.

Of these services, the annual maintenance agreement offers a particularly
cost-effective approach to service for many owners of the WFM 1125 Digital
Television Waveform Monitor Option 0A/0B/0C/0D. Such agreements can be
purchased to span several years.

��/���� ��	
���+ The annual maintenance agreement can be purchased with
on-site service, with repair and calibration done at your facility. This service
reduces the time your waveform monitor is out of service when calibration or
repair is required.

Tektronix supports repair to the module level by providing Module Exchange and
Module Repair and Return.

#����� $,������+ This service reduces down time for repair by allowing you to
exchange most modules for remanufactured ones. Tektronix ships you an updated
and tested exchange module from the Beaverton, Oregon service center, typically
within 24 hours. Each module comes with a 90-day service warranty.

#����� �����	 ��� ����	�+ This service returns to you within 10 days the same
module that you shipped to Tektronix. The module shipped is repaired, tested,
and returned to you from the Beaverton, Oregon service center. It is not updated
to match current modules of the same type. Again, each module comes with a
90-day service warranty.

��	 #�	� ����	������+ Contact your local Tektronix service center or sales
engineer for more information on any of the repair or adjustment services just
described.

���� ��	
���
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This document is for servicing the WFM 1125 Digital Television Waveform
Monitor Option 0A/0B/0C/0D. To prevent injury to yourself or damage to the
waveform monitor, do the following tasks before you attempt service:

� Be sure you are a qualified service person.

� Read the Safety Summary found at the beginning of this document.

� Read Service Strategy in this section and Supplying Operating Power in
section 2.

When using this document for servicing, be sure to heed all warnings, cautions,
and notes.
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The WFM 1125 Digital Television Waveform Monitor Option 0A/0B/0C/0D
Option 0A/0B/0C/0D measures and displays HDTV serial digital signals. The
waveform monitor is a fully digital waveform monitor with a variety of standard
measurement modes displayed on an internal VGA display. An external VGA
display output is also provided. The digital architecture of the waveform monitor
allows you to save the displayed waveform to an internal memory. In order to
properly display intermittent events that may be missed in a single-line select
mode, the waveform monitor has a persistence display feature combining
information from many TV lines, much like an analog waveform monitor.

Refer to Specifications, for details of the waveform monitor performance.

The waveform monitor offers the following features:

� Supports the following system formats:

� Option 0A: 1035/60i, 1035/59.94i, 1080/60i, and 1080/59.94i

� Option 0B: 720/60p and 720/59.94p

� Option 0C: 1035/60i, 1035/59.94i, 1080/60i, 1080/59.94i, 720/60p, and
720/59.94p

� Option 0D: 1035/60i, 1035/59.94i, 1080/60i, 1080/59.94i, 1080/50i,
720/60p, 720/59.94p, 1080/30sF, 1080/29.97sF, 1080/25sF, 1080/24sF,
1080/23.98sF, 1080/24p, and 1080/23.98p

� Digital component video signal displays, parade and vector modes

� Save and Display feature that saves and recalls the currently displayed signal

� CRC error detection

� Gamut error detection

� Infinite mode in persistence display that retains the image of transient signals

� Overlay and Parade displays

� Diamond, Lightning, and Bowtie displays

� Four graticules for waveform display

� Serial digital monitor output and CRC error monitor output

� Analog external reference input with passive loop through, bi-level or
tri-level sync

�����	�
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� AES/EBU digital audio output (except for 720/60p, 720/59.94p, 1080/24p,
and 1080/23.98p)

� Y, Pb, Pr picture monitor analog output from selected serial digital signal
input
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Tables 1–1 through 1–20 list the electrical specifications for the WFM 1125
Digital Television Waveform Monitor Option 0A/0B/0C/0D Option
0A/0B/0C/0D. Performance requirements are generally quantitative and can be
tested by qualified service personnel. Reference information describes useful
operating parameters and typical characteristics and performance.

The performance requirements listed in the electrical specification portion of
these specifications apply over an ambient temperature range of 0° C to +40° C.
The rated accuracies are valid when the instrument is calibrated at an ambient
temperature range of +20° C to +30° C, after a warm-up time of 20 minutes.

$����	���� �������������
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5>,�@53>� ������ ���� �� �(���� ,��

=���� 5D:� �(���� ,7 �� 5D:� ������
���� �� �(���� ,��

��� �� ��
���� )
������� ������� *� 0 D ���
����������� ������� ��8 ��� 0 4, ���

��(������ 3+� ����������

='�� ���E�����  '�� �� * �������

����� 12:5'��	����� �$�-$0) ������� ����� ������ 1'

���	����	����  �	��	����� 	�6��	����� ����	���� ����	������

%����� ��=� =>1>,

��(������ 3+� ����������

���
�� )�  �5+ �7 �� ,14 �". �� : �".

��(���
�� 41, $ ± 4, 2

�� ��� �� ,1, $ ± +, �$

�� �@%��� ���� /, � �� >> � 

=��(���# ���� >9 -". ���-�� �� �����  �#����

��� � )��- ���� �4+  
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���	����	���� ����	���� ����	������ �	��	����� 	�6��	�����

�
�(
� ������� �" �04@58 /@>8 +@:8 3@9
�" 704@58 /@>8 +@:8 3@9
���  ��� ������� � ���  ������� �� �"�
��� �"7 �� ���  ��� ����1

�
�(
� ������� �� ��� �
��� ���� ���-�� ��� ��� �?� � �� ���
 �����  �#���8 ��� ����� (�����# �
�(
� � 
�� �����1

1 �
������� ���� ��	 ������ @�A 37@#-3>7# ����� ���� �� ������ @�A �	 ����	���� ��� ������� �	��� ���� �� ������ @&+

����� 12=5'$,��	��� 	���	���� �����'

���	����	����  �	��	����� 	�6��	����� ����	���� ����	������

='�� %����� �=E43,�8 ��) 5E)�$�) ���� �� �(���� ,��

=���� 5>,�8 =���� 53>�8 =���� 5D:�
/E)�$�) ���� �� �(���� ,��

=���� 5>,�8 =���� 53>� �(���� ,� ��
5>,�@53>� ������ ���� �� �(���� ,��

=���� 5D:� �(���� ,7 �� 5D:� ������
���� �� �(���� ,��

�� ��(
� ��(������ �4+ -� ������������

���
�� )�  �/, �7 �� /, �".

�� (��' �� ��
���� 5 ����-A�53 � A

��������� ���� !���� �+ � 

����� 12>5'��	��� ������'

���	����	����  �	��	����� 	�6��	����� ����	���� ����	������

�� (��' ������� 

5>,� !��� 5>,� �� ��� ��)�� ���
 �  �������1

53>� !��� 53>� �� ��� ��)�� ���
 �  �������
�� 4,9,@5>( ������  �#��� � ��(
����1

5D:� !��� 35,@:,( �� 35,@+D1D>( �����  �#��� � 
��(
����1
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���#�� =�#��� =������� ��������� =�#���

�� (��' ������� �������� �������� %���� ����

:,1,, ". +D1D3 ". �� :,1,/ ".

+D1D> ". +D1D4 ". �� +D1D3 ".

FF1FF ". �:,1,/ ". ���+D1D4 ".
�� (��' B��  ��# ���������C�

�� (��' ������� ��������� ���� ��
�(���� ,��

�������� �������� %���� ����

:,� +D1D3 ". �� :,1,/ ".

+D1D>� +D1D4 ". �� +D1D3 ".

+,� >91,5> ". �� +D1D4 ".

FF1FF ��-��;� ����� ���� �� (��' B��  ��#
���������C�

�� (��' ������� =�#���� %���� ����
�� �(���� ,��

�������� �������� %���� ����

/, % D+1D3 ". �� :,1,/ ".

5D1D3 % +D1D4 ". �� +D1D3 ".

5+ % >91,5> ". �� +D1D5 ".

5> % >31D3: ". �� >91,5> ".

5/1D9 % >31D59 ". �� >31D3: ".

FF1FF ��-��;� ����� ����
�� (��' B��  ��# ���������C�

�� (��' ������� ���#��  ��� ���� ��
�(���� ,��

�������� �������� %���� ����

:,( +D1D3 ". �� :,1,/ ".

+D1D>( +D1D4 ". �� +D1D3 ".

5>( 5/1D99 ". �� 5>1,45 ".

5/1D9( 5/1D9 ". �� 5/1D99 ".

FF1FF ��-��;� ����� ����
�� (��' B��  ��# ���������C�
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���	����	����  �	��	����� 	�6��	����� ����	���� ����	������

�����? �����������

=����5>,� 	� G *� 6 ,155:: ��� 6 ,1>3:: ���

7� G *� H 4195: ���

�� G *� H 41+3: ���

=����53>�8A=����5D:� 	� G *� 6 ,1493, ���6 ,1>:39 ���

7� G *� H 419++9 ���

�� G *� H 41+3+ ���

����� 121@5'��������� 
����	 ����'

���	����	����  �	��	����� 	�6��	����� ����	���� ����	������

%��&
���' �� (�� � � 4> �".

$������� 	��� ����� � ,15+ 2

"���.����� 	��� ����� � ,15+ 2

��#���������� <+ ��� <4,

�� (��' ��0 "���.�����
��0 $�������

����� 12115'%�������� ��� ������� ����'

���	����	����  �	��	����� 	�6��	����� ����	���� ����	������

$������� 	��� ����� � ,15+ 2

"���.����� 	��� ����� � ,15+ 2

���������� 	�����
�� �� (��'

)�#�����# * � �� (��'�� ���������'1
�� � �� (��'�� ����.������' �� ��( ���� ��
�� (��'1
�� � �� (��'�� ����.������' �� ������ ���� ��
�� (��'1

������� 	7� ���������� �?� ���������
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���	����	����  �	��	����� 	�6��	����� ����	���� ����	������

������ ���� ��I������ ����� �A>> �7A�� 4+ �".

��(���
�� ����� � ,15+ 2

�������� �����# ����� J��� ����� ��E ���� �����

����� 12145'����� ������ ����'

���	����	����  �	��	����� 	�6��	����� ����	���� ����	������

�� (��' ��(������' >,,, ;��� 

%����� "�< ��� ���

����� 12175'��
� ��� ������ ����'

���	����	����  �	��	����� 	�6��	����� ����	���� ����	������

����' ���� ���� ���� �� �
���� (
 ���� � / ����� 

)��#�� �� ��������� ������� 4 �����

����� 121:5'��	���� ������'

���	����	����  �	��	����� 	�6��	����� ����	���� ����	������

��� ����� )�� )�� ��#�� ��� ,1+  ����� �� ����� ��������1

��� ����� ��
�� ��� ����� ��
��8 ���( �� ���� �� ��� ����8
��� ��� ���� �� ���� � ����� �������� ���
�� (��'��1

�� ��
���� 4, � 

	���� ����� )�� ��#�� ��� 4, ����� ����� �� �����
��������1 ����� ����- �����# � ���� �� ���
 ��� ���� � ��� ;������� � �� (��'��1
!�����# � ������� ���� ��(
� ����1

����� ��������� )����
�� �����
��#�����

3/+ �$ ±3 �$ 4,+ 2 �� ��#�� �	78 ����8
6/+ �$ ±3 �$1
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����� 121=5'����������� ������� 	����'

���	����	����  �	��	����� 	�6��	����� ����	���� ����	������

�� ��
���� ���� !��� 4,E���E����
������0
*8 �8 	8 70 6+, �� 3:, �$8
��@��0 6/D, �� H/D, �$1

!������� ��' ����  ��� �� ������� ;���
��(
� ���� �� �����# ����� #�� �
� �� �����
���#� 1

� ���#� ���� !��� DE���E����
������0
*8 �8 	8 70 6>+, �� H443, �$8
��@��0 63D, �� H3D, �$1

!������� ��' ����  ��� �� ������� ;���
��(
� ���� �� �����# ����� #�� �
� �� ���
����� ���#� 1

����� 121>5'����� ����	�'

���	����	����  �	��	����� 	�6��	����� ����	���� ����	������

�
���� �� �����'  ��
( >  ��
( �(���� ,�@,7@,��
4,,  ��
( �(���� ,��

=��� ��� ������ ��� �
������ � (�������� ���� ����� (����
���
 ��� ������ ��������� #��
�� ��� 
���
��� ��� �����' �������� �
���� 4 �� >1 %��
��� ����� �����' �������� �
����8 �� � 
���������� ����
#� ��� �=E5/5� ���������1

����� 121?5'��� ������ '

���	����	����  �	��	����� 	�6��	����� ����	���� ����	������

��� $��;��# ���� 34 $� < D+ "� ��

�� ��
���� "���.�����0 :>, (�?�� 
$�������0 >9, (�?�� 

����� 121B5'�� ��*�	 ��	�� '

���	����	����  �	��	����� 	�6��	����� ����	���� ����	������

���#� D, 6 5>, $��8 >9 �� :/ ".

��;�� ��� 
�(���� D, !8 4,, $�

��?��
� �
����� 41, �
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���	����	���� ����	���� ����	������ �	��	����� 	�6��	�����

���- ���
 � �
����� 4, � 3

=
((�' ���������� ���������� ����  ��

3  �	 $� ::1@4/1 ����, 0

����� 123@5'����������� 	�6��	�����'

���	����	����  �	��	����� 	�6��	����� ����	���� ����	������

"��� ��  �(�����

��?��
� ��;�� D, ! ��?8 41, � �� �� +, ".

��?��
� ��  �(����� $����#� D, $ ;��� + 2 ���((��#

=
�#� �
����� >, � (��- ��� �&
�� �� �� ��  ���� + ����
�'��� 8 ����� ��� �� ��
���� �� ���� �
����
��� ��� �� ��� � /,  ����� 1

���������

��( ��� 7����� 51+ ��

=��� + ��

���� 4+ ��
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����� 12315'$�
�	�������� ���	����	����'

���	����	���� ������	� ��� 	���	���� ����	������

���(����
��

�(������# ,° �� H>,° �

���E�(������# 65,° �� H:,° �

�����
��

�(������# >8+,, �

��?��
� �(������# ���(����
�� ������ � 4° � ���� /,, � ����� 48+,, -�1

���E�(������# 4+8,,, �

�������� �
�����'

�(������# 5, 2 �� 9, 2 �� ������ ������

���E�(������# + 2 �� D, 2 �� ������ ������

$��������

�(������# 4, ���
�� �� + 6 +,, ". ;��� ,1/5 # �� 

���E�(������# 4, ���
�� �� + 6 +,, ". ;��� 51>: # �� 

����������  ���-

���E�(������# 5D> �@ 5 /, #� 4@5  ���8 44 � �
������8 /  ���- (��  
����� 49 ������

�&
�(���� �'(� �� � ��� ��� 
���#

�&
�(���� ���  ���  �0 	��
���� (���
�� � ������� �� ��� 4,4,E48 ����? "�

�� ��������� ����#��' ����#��' �� � ������� �� ��� 4,4,E48 ����? K�1
����0 ����� ��� ������ 
 � ���'1

����#��' �?��(�� �� ����
�� �� ��� ����#��'0

��� ��� �� ����
����E����� ���� 8 ��?�� �� ���������

��� �� )����E����� ���� 8 �((������ 8 (������� �&
�(����

��� � =�#��� ����� ��  (����� �&
�(���� �� (��� �� �&
�(����8 ��������
�������� 8
���������� 

����
���� ��#��� ����
���� ��#��� 50 �� ��� �(����� �� ����������� ;���� ����
����� (���
���� ��' ��
(�� ���1
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����� 12335' ������ ���	����	����'

���	����	���� &��	������

����� ��� 

"��#�� 4// ��

!���� 54: ��

��(�� >/5 ��

!��#��

��� �((��?������' :1, -#

=��((��# �((��?������' 91/ -#

������ ��� $#�

����� 12345'��	���������� ��� ����������4 '

������	� ������	� �	 ���	������

�� ����������� �� ���������' 6
���

���� ������ �� ��������� 9D@//:@��� ��� ���������#����� ���(��������'1 ���(������ ;� 
����� ������ �� ��� �����;��#  (����������� � �� ��� �� ��� �������� K�
���� �� ��� �
��(��� �����0

�� ++4,/E40 4DD: ���  ��� 
�� ++,55 ���  7 �������� ��� ����
���� ���  ��� 
�� :4,,,E/E5 �� ��;�� )��� "������� �
����� ���  ��� 
�� :4,,,E/E/ )��� $����#� ���������� ��� %���-��
�� ++4,/E4 ����? � ��#����� %���� ���  ��� 
�� ++4,/E4 ����? 7 ��;�� )��� ���
 � �
�����

�� ++4,/E50 4DD: ���
���'
��� :4,,,E>E5 ������� ����� �� ����#� ���
���'
��� :4,,,E>E/ �% ���������#����� %���� ��(���
�� ���
���'
��� :4,,,E>E> ���������� %� � ���� ����@7
� � ���
���'
��� :4,,,E>E+ �� ���� =
�#� ���
���'
��� :4,,,E>E: ����
���� �% ���
���'
��� :4,,,E>E9 ��;�� %��&
���' ���������#����� %���� ���
���'
��� :4,,,E>E44 ���� $����#� ��( L ������
(���� ���
���'
�� ++4,/E5 ����? � ��#����� %���� ���
���'

������������� ���  �5

�
 ������@��; J������
����������� �� ���������' 6 ���

���(��� ;��� ��� (���� ��� �� ���������
�������� ��� (�� ��� �����;��#  ������� �0

�=@�J= 5,:>14@5���
 �����8 =���������8 ��� ������� �&
�(����0 4DD5

%�� ���(������ ���  ��� ���(�' ;��� %�� ���� �� %������ ��#
������ >38 ���� 4+8 =
�(��� 78 ���  � )���� 1
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����� 12345'��	���������� ��� ����������4 ';����+<

������	� ������	� �	 ���	������

�� ����������� �� ���������' 6
)�; $����#�

���(������ ;� ����� ������ �� ��� �����;��#  (����������� � �� ��� �� ��� �������� K�
���� �� ���
�
��(��� �����0

)�; $����#� ��������� 3/@5/@���8 ������� �' D/@:D@���

�� :4,4,E404DD/ =����' ��&
������� ��� ���������� �&
�(���� ��� ��� 
������ ������� ���
���������' 
 �1

�1=1 ���������' ����#��.��
�� ���# )��������' )� ���#

�)/444E4 =������� ��� ���������� ��� 
���# ��� �� � �&
�(����1

�������� ������������� ���@�=� �5515 ��1 4,4,14
=����' ��&
������� ��� ���������� �&
�(���� ��� ��� 
������8 �������8 ���
���������' 
 �1

���������� ���(������ ���:4,4,E4 =����' ��&
������� ��� ���������� �&
�(���� ��� ��� 
������8 �������8
��� ���������' 
 �1

�� ��������� ���������#��
����#��'

�������� �� ��� (���
�� ��' ���� ��������� �� ��������� ���������#�� ����#��' �� �#������ 1 ���
�� ��������� ����#���� ���0

��� ��� �� ����
����E����� ���� 
 
���' (���������' ����������1 �&
�(���� �� ��� ����� � 
�'(�����' �� � ��?�� ���
 ����� ��������1

��� �� )����E����� ���� ;���  ��-�� �1 �&
�(���� �� ��� ����� ����
�� �((������ 8 (�������
���� 8 ���  ������ (���
�� 1 �&
�(���� � 
 
���' ����E���������1

��� � =�������'  �#��� ������ �� ������' �(������ ����
�� �� ���������� �&
�(����1

����
���� ��#��� � ��� 
�� �� ��� ����������� ���� ��
�� ���
� �� ��� ����������� ���
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This section is divided into the following three subsections:

� Preparation for Use. Describes the installation, environmental requirements,
information of how to power on or off, etc.

� Using the Menu. Describes the general menu operating information and
DIAG/CAL menu structure.

� Remote Control. Describes the remote interfaces for servicing.
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This subsection presents information you need to set up your WFM 1125 Digital
Television Waveform Monitor Option 0A/0B/0C/0D. This subsection contains
the following information:

� Installation.

� Operating Environment.

� Applying and Interrupting Power.

� Repacking.

�����������

This section provides instructions for installing the waveform monitor into a
standard rack or one of the optional cases. At installation time, save the shipping
carton and packing materials (including the anti-static bag) in case you need to
ship the instrument.

The waveform monitor is shipped with several accessory items which may be
required for normal use. For more information on accessories, refer to page 7–1.

Because operating environments vary, the waveform monitor is not shipped with
a cabinet unless you have ordered one. All qualification testing for the waveform
monitor was performed in a 1700F00 cabinet. To guarantee compliance with
specifications, you should operate the waveform monitor in one of the cabinets
described here.

������� ������+ The cabinets offered for the waveform monitor provide EMI
shielding, protect against electrical shock, and protect against the accumulation
of dust. Figure 2–1 shows the plain cabinet, option 1700F00. A rear panel fan
supplies filtered, cooling air which exits through the cabinet vent holes.
Restricting the air flow through the vents or the rear fan can lead to an excessive
internal temperature.

�������� �����	��

8�	�*�	� �����������
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�������� To meet EMI emission and safety specifications, the waveform
monitor must be installed in a Tektronix 1700F00, 1700F02, or 1700F05
enclosure. The enclosure front edges must securely contact the conductive front
bezel on all four sides.

The optional 1700F00 cabinet is the basic element for all of the cabinets. The
1700F02 portable carrying case is an enhanced version of the 1700F00 cabinet,
as is the 1700F05 side-by-side rack mount assembly. All cabinets are available
from your Tektronix representative.

The portable cabinet, 1700F02, is shown in Figure 2–2. The 1700F02 has a
handle, four feet, and a flip-up stand. The mounting hole sizes and spacing are
different from those of the 1700F00.
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������� �����������+ Secure the waveform monitor in a cabinet using two Trox
T-15 screws. Figure 2–3 shows the location of these screws on the rear panel.

��	
���� Do not carry the waveform monitor in a cabinet without installing the
rear panel mounting screws. Without the mounting screws, there is nothing to
keep the waveform monitor in its cabinet.
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���C ������	 �����������+ The optional 1700F05 side-by-side rack adapter, shown
in Figure 2–4, consists of two attached cabinets. Use it to mount the waveform
monitor and another half-rack width instrument, such as an analog component
monitor, in a standard 19-inch rack.
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You can adjust the rack adapter so that the waveform monitor is aligned with
other equipment in the rack. See Figure 2–4.
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If you are using only one side of the rack adapter, insert a blank panel (1700F06)
or an accessory drawer (1700F07) in the unused section to improve airflow and
appearance. Figure 2–5 shows the blank panel and drawer.

43,,%,3

�����' ���;�� 43,,%,:

����- (����

43,,%,+
 ���E�'E ���
���- ���(���

����	� 32:5'1>@@�@: ������� ��*��� ������� �	�*�	 ��� ����C �����



Preparation for Use

WFM 1125 Option 0A/0B/0C/0D Service Manual 32B

��������� ���	�����  �*�	

��
�. Read all information and heed all warnings in this subsection before
connecting the waveform monitor to a power source.

�������� AC POWER SOURCE AND CONNECTION. The waveform monitor
operates from a single-phase power source. It has a three-wire power cord and
two-pole, three-terminal grounding type plug. The voltage to ground (earth) from
either pole of the power source must not exceed the maximum rated operating
voltage, 240 volts.

Before making connection to the power source, be sure the waveform monitor
has a suitable two-pole, three-terminal grounding-type plug.

GROUNDING. This instrument is safety Class 1 equipment (IEC designation).
All accessible conductive parts are directly connected through the grounding
conductor of the power cord to the grounded (earthing) contact of the power
plug.

�������� The power input plug must be inserted only in a mating receptacle
with a grounding contact where earth ground has been verified by a qualified
service person. Do not defeat the grounding connection. Any interruption of the
grounding connection can create an electric shock hazard.

For electric shock protection, the grounding connection must be made before
making connection to the instrument’s input or output terminals.

A power cord with the appropriate plug is supplied with each waveform monitor.
Table 2–1 gives the color-coding of the conductors in the power cord.
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This waveform monitor operates with any line voltage from 90 to 240 VACRMS
with any line frequency from 48 to 63 Hz. No fuse is provided with this
waveform monitor.

The CPU module with on-board battery allows the WFM 1125 Digital Television
Waveform Monitor Option 0A/0B/0C/0D to retain some types of data upon loss
of the AC power source. The stored adjustment constants, saved front-panel
settings, current front-panel settings (instrument status), and waveforms saved in
memory are retained.

The on-board battery of the CPU module has a shelf life of about five years.
Partial or total loss of stored settings upon power on may indicate that the battery
needs to be replaced.

���	����� $�
�	������

The following environmental requirements ensure proper operation and long
instrument life.

Operate the waveform monitor where the ambient air temperature is from 0� C
to +40� C. Store the waveform monitor in ambient temperatures from –20� C to
+60� C. After storage at temperatures outside the operating limits, allow the
chassis to stabilize at a safe operating temperature before applying power.

The waveform monitor is cooled by air drawn in and exhausted through its
cabinet side panels by an internal fan. To ensure proper cooling, allow at least
two inches (5 cm) clearance on both sides, one inch (2.5 cm) on the bottom and
top, and six inches (15 cm) on the rear. (The feet on the bottom provide the
required clearance when set on a flat surface.)

���	����� !������
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Consider the following information when you power on or power off the
instrument, or when power is interrupted due to an external power failure.

At power on, the waveform monitor does not run the self check.

The waveform monitor has the internal diagnostic routines to allow you to
isolate faulty modules. If needed, run the internal diagnostics manually.

Refer to  Section 6, Maintenance, for information on diagnostics and fault
isolation.

��	
���� If the CRT blinks, turn off the power. Internal components could be
damaged.

The CRT blinks if the fan on the rear panel stops working. If the CRT blinks,
turn off the power switch and contact Tektronix for servicing.

��	
���� DO NOT power off the waveform monitor when doing any of the
adjustments described in Section 5, Adjustment Procedures. To do so might
result in the loss of internally stored adjustment constants.

In general, do not power off the instrument when doing operations. Wait for the
instrument to finish the operation when doing adjustments, or saving setups.

Improper power off or unexpected loss of power to the waveform monitor may
result in the following corruptions of nonvolatile RAM (NVRAM). The following
table describes the messages displayed when power is restored after an
abnormal power off.
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Use a corrugated cardboard shipping carton having a test strength of at least
275 pounds and with an inside dimension at least six inches greater than the
instrument dimensions.

If the instrument is being shipped to a Tektronix Service Center, enclose the
following information: the owner’s address, name and phone number of a contact
person, type and serial number of the instrument, reason for returning, and a
complete description of the service required.

Seal the shipping carton with an industrial stapler or strapping tape.

Mark the address of the Tektronix Service Center and also your own return
address on the shipping carton in two prominent locations.

�������� ������

All options and optional accessories are listed and described in Section 7,
Options. For further information and prices of instrument options, contact your
Tektronix Field Office.
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You can set most functions with either context sensitive bezel button menus or
general configuration menus. The following subsections outline and describe
how to make selections from these menus. Figure 2–6 shows the buttons and
knob used for menu selection.
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This menu directly relates to display mode settings. When you change the display
mode by pressing any of the front panel function buttons, the menu item
associated with it appears at the right side of the display.

To select a bezel menu item, press the bezel button associated with the displayed
menu item.

�������	� #���

This menu consists of general configuration menu items and operating modes
which are changed infrequently . If you press and hold the front panel INTEN/
MENU button, the menu items are listed on the display.

If you turn the SELECT knob when the menu items are on display, the high-
lighted box moves across the menu. Press the SELECT button to select the
desired parameter item; it is highlighted to indicate that it takes effect.

For menu items which affect the whole hardware setting, a bezel menu item
prompts you to confirm your selection. Select OK or CANCEL.
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To quit the menu mode, press the INTEN/MENU button again.

For example, turn the GAMUT on by stepping through the menus as follows:

1. Press and hold the INTEN/MENU button to display the Configure menu.

2. Turn the SELECT knob until GAMUT highlights.

3. Push the SELECT button to ON.

4. Push the INTEN/MENU button again to turn off the menu readout without
losing your selections.

For additional information on this menu, refer to the WFM1125 Option 0A/0B/0C
User Manual.

&��(-��% #���

There are following three ways to enter into the DIAG/CAL mode:

� Turn on the Power switch  on the rear panel while holding down the
STANDBY button on the front panel.

� Press the INTEN/MENU button while holding down the 5-th bezel button,
and then press the EXECUTE bezel button when the DIAG/CAL menu
appears.

� Turn on the Power switch on the rear panel when the firmwares have not
been downloaded yet to the internal modules.

��
�. If you enter into the DIAG/CAL mode through the first or third ways, the
waveform monitor is not configured correctly. So, the I/O test in the MEMORY
test will report a FAIL even if the H/W is correct.

When you enter into the DIAG/CAL mode, the DIAG/CAL menu appears at the
far right of the screen (VGA monitor).
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To select DIAG/CAL menu item, press the corresponding bezel button, and press
the STANDBY button to go back to the previous menu. When you select a menu
item to run the diagnostic or calibration routine, the menu disappears and
corresponding screes appears. Press the STANDBY button to exit that screen and
to restore the menu.
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The waveform monitor has two multi-pin connectors on the rear panel that
provide different types of remote control. The RS-232C port provides for a status
data output and factory servicing. The REMOTE connector provides a way to
load or save presets.

��2343� ��������	

The RS-232C connector is a 9-pin D-type connector that provides a status data
output and a remote verification interface. Figure 2–8 shows the pin assignments
and the communication parameters for the RS-232C interface.
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The following remote command can be sent through the RS-232C connector:

����

When this command is received on STATUS mode, the waveform monitor
outputs the selected one line data from EAV. If this command is received on any
other mode, the waveform monitor returns an error message. The data output
format is CSV.

The following is an output example:

Line_number=0041
SMPL,Y, Pb, Pr
1920,03ff,03ff,
1921,0000,,0000
1922,0000,0000,

           .
          .

���� 	

This command stores the current instrument settings in the memory location
specified #.


����� 	

This command recalls the instrument settings from the memory location
specified #.

������ ��������	

The rear-panel REMOTE connector is a 15-pin, D-type female connector that
allows low-level remote control.

All the active control lines go to low level by grounding or TTL low level input.

Low means the function that can be effective when that pin is grounded or
becomes TTL low level (0 to +0.8 V), and High means the function can be
effective when that pin is opened or becomes TTL high level (2 to 5 V).

Pin assignments for the REMOTE connector are shown in Figure 2–9 and
described in Table 2–3. You enable functions by ground closures (TTL lows) on
specified pins. Functions with “overbars” indicate an active low state.
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This section describes the electrical operation of the WFM 1125 Digital
Television Waveform Monitor Option 0A/0B/0C/0D using the major circuit
blocks or modules.

�1: ����� E ���� ���	�

After input through CH A or CH B, the 1.48 Gbps serial signal is input to K200
through A15 Relay & Sync board J240 or J230.  After either one is selected, the
serial signal input to the HK-102/HK-202 serial parallel conversion module on
the A10 INPUT board through J210.

The EXT REF signal is input the U130 buffer amplifier through J220 or J250.
The buffered signal is input the U100 and the U200 through two different low
pass filters. Although the U100 and the U200 are the NS (National Semiconduc-
tor) LM1881 which is sync separator, the functions of V-sync and the odd-even
are not used in this instrument. The U100 generates the composite NTSC sync
and the U200 generates the composite HDTV sync. The composite sync signals
are input to A10 U200 through the W100.

�1@ ����� ���	�

The input 1.48 Gbps serial data is converted into the Y signal (10-bit wide data)
and the Pb/Pr multiplex signal (10-bit wide) at a data rate of 74.25 MHz.  The
module also generates the 74.25 MHz clock and the FRAME and CRCE signals.
The FRAME signal indicates distinction between the HD (horizontal synchro-
nization) and VD (vertical synchronization) numbers.  The CRCE signal
indicates occurrence of a CRC error.

This module has a CPU interface attached, which enables the operator to make
various settings.  Using this interface, this device turns on/off the unsurely data
mask.

The 74.25 MHz clock, Y, Pb/Pr, and FRAME signals are input to the DEMUX
circuit.  The CRCE signal is buffered, resulting in output from the CRCE
connector (BNC) through J290.  (This output signal can be monitored on the
oscilloscope etc.)  The CRCE signal is input to the A20 MAIN board through
W110 in order to indicate CRCE errors.

�8���$% �$%$����

���� �$ ������
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After output from HK-102/HK-202 at a data rate of 74.25 MHz, the signal is
input to the DEMUX circuit, resulting in drop to a data rate of 37.125 MHz.  The
output signals are:  Y_EVEN (10-bit wide), Y_ODD (10-bit wide), Pb (10-bit
wide), Pr (10-bit wide), 37.125 MHz consecutive clocks, STOP_CLK (controlled
by signal STOP from the A20 MAIN board), and LINE_NUMN, which indicates
the start of the frame.

The Y_EVEN<9..0>, Y_ODD<9..0>, Pb<9..0>, and Pr<9..0> signals are
buffered by U200, U210, U220, U230, and U240, respectively.  They are input to
the A20 MAIN board through W100 and W110.

�3@ #��� ���	�

LINE SELECT consists of two major components.  One is a counter used to
count the lines up to the current line number from the LINE_NUMN signal,
which indicates the start of the frame generated in the A10 INPUT board.  The
other is a register that holds the line number to be displayed.

When the line numbers match, LINE SELECT permits the FIFO to write
approximately 1- or 2-line data.

LINE SELECT may be used in Line Select or Lines mode, the latter of which
cannot display all the liens, thus neglecting some of them.  For this reason, the
circuit contains a sequencer that automatically updates the line number to be
displayed.

FIFO is a 16-bit wide, 2K-word FIFO circuit.  The Y_EVEN<9..0>,
Y_ODD<9..0>, Pb<9..0>, Pr<9..0>, LINE_NUM<11..0>, and LAST_LINE
signals are written into FIFO.  LAST_LINE indicates the last line of the current
frame.

DOUBLER is the data output from FIFO.  The rate of Pb/Pr is one-half of that of
Y.  This circuit doubles the quantity of Pb/Pr data by interpolation.

TRANSCODER calculates G, B, and R using Y and the doubly interpolated
Pb/Pr data.  It can also output Y, Pb, and/or Pr as they are.

This circuit consists of three GF9101’s manufactured by GENUM.

U260 processes G or Y; U270 processes B or Pb; U270 processes R or Pr.  Each
of the ICs shape a 24-tap FIR filter, and can vary up to 54 coefficients in real
time.  For this device, any data rate up to 18.6 MHz (37.25 MHz/2) is considered
to be the real time.

&$#).
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With the above features, this device performs interpolation by a factor of 53, that
by a factor of 23, and sampling by a factor of 52/53.

OFFSET operates the UP/DOWN counter through the pulse that is output from
the rotary encode (V-POS knob on front panel).  The increase or decrease in the
UP/DOWN counter is read by the CPU.  The vertical position is changed by
increasing or decreasing the selected GF9101’s digital offset.

The vertical data is obtained by selecting the data to be output, out of the output
data from the GF9101.

Each time effective data is output from the GF9101, the horizontal data is
obtained by incrementing the internal counter.  Digital sweep is implemented as
follows:  each time one-line display ends, it is loaded to the value preset for the
counter.

X-RAM and Y-RAM linearly convert the 15-bit wide data from ADDRESS
GENERATOR into 9-bit data.  Each of them is a 9-bit wide, 32K-word RAM.
X-RAM is for horizontal conversion, and Y-RAM for vertical conversion.

HISTOGRAM uses the X-RAM and Y-RAM outputs as the addresses.  It reads
the data that indicated when the control signal indicating the effective data is
enabled.  After adding 1 to that data, HISTOGRAM writes the sum into the same
address.

U450 and U460 constitute one pair, and U480 and U490 the other.  Each of these
RAMs can address a data rate against up to once for 4 clocks (37.125 MHz).
While one pair is in Addition mode, the other is in Read mode.  The results are
sent to the VARIABLE PERSISTENCE circuit.  Mode switching takes place
when the last piece of data of a frame has been written.

The results of HISTOGRAM is written into U510 and U520.  VARIABLE
PERSISTENCE reads the results from these two RAMs simultaneously.  It then
adds the sum of the two results to the value obtained by multiplying the values
stored in U510 and U520 by a constant.  VARIABLE PERSISTENCE writes the
result into the same address as the HISTOGRAM read-out address, again.

If the above constant is 0, VARIABLE PERSISTENCE is set off.  If it is 1, the
infinite state is entered.

U555 and U550, used for overlay, display characters and/or divisions in the
whole area (480 x 640) of the VGA display.

����$�
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U565, U570, and U575 constitute a triple buffer.  The data from VARIABLE
PERSISTENCE can be written into the RAM without dead time.

U585 is a SAVE&DISP RAM.  While SAVE&DISP is not in execution, U585 is
continuously writing the data into the VRAM from the inside of VARIABLE
PERSISTENCE running cycle.  When the front panel’s SAVE&DISP button is
pressed, U585 stops the write operation, and enters the read mode in which data
is read through the triple buffer’s serial port.  The data is transferred to ADDER
(U600) in synchronization with one of the triple buffer RAMs.

U580 is controlling the above RAMs, and is generating the horizontal and
vertical synchronous pulses of VGA.

When SAVE&DISP is not working, ADDER selects the RAM the contents of
which are being read through the serial port of the triple buffer (VRAM).  It then
sends the data of this RAM to RAM DAC.

When the front panel’s SAVE&DISP button is pressed, ADDER adds the U585
serial data to the selected data above before sending the result to RAM DAC.

RAM DAC produces the intensity signal based on the data used in ADDER.
INTENSITY can be updated by rewriting the data within the internal palette of
RAM DAC.

The main functions are (1) generating the address used to switch the coefficient
of the GF9101 within INTERPOLATE, (2) controlling the clock that will be
added to the DOUBLER controller, and (3) generating the strobe of the effective
data.

This control starts when EMPTY FLAG is negated after the data enters the FIFO.

Since this board uses reconfigurable FPGA 10K10 and 10K30, the contents of
FPGA vary with the mode.

This rule applies also to X-RAM and Y-RAM.

�7@ � ) ���	�

The A40 CPU board consists of the 68303 CPU, 128K-byte ROM, 256K-byte
RAM (with battery backup), and 8M-byte FLASH ROM.

This board has an RS-232C port, which facilitates program modification.

�&&$�
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The A30 Front Panel board drives the buttons, knobs and LEDs. User selections
from the front panel are sent to the A20 Main board, and the commands from the
A20 Main board control the LEDs on the front panel.

�=@ &�/&� ���	�

The A60 DC-DC board generates the -2, -5, +1.2, +3.3, and +12.5 V power
supply voltages from the +5 V power supplied from Power Supply, and sends
them to the other boards.

 �*�	 ������

The Power Supply generates the +5 V power supply voltage from the AC line,
and sends it to the A60 DC-DC board and A20 Main board.

The principal Power switch, located on the rear panel, controls all power to the
waveform monitor including the Power Supply.

�: &�� %�� ���	�

The A5 DISPLAY board is a VGA driver that drives the VGA monitor.  The
VGA signal is supplied through the A20 MAIN board’s J390 connector.

���

The fan provides forced air cooling for the waveform monitor. It connects to
+12.5 V from the A60 DC-DC board.
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This section describes the operation tests for the WFM 1125 Digital Television
Waveform Monitor Option 0A/0B/0C/0D, and the procedures for those tests. The
operation tests can be divided into two categories.

� Diagnostics.

The waveform monitor incorporates a diagnostic routines that performs
comprehensive instrument testing. This routine confirms that the waveform
monitor is operating correctly. Refer to Diagnostics on page 6–19 for the
diagnostic procedures.

� Performance tests.

These tests confirm the operation of the items that are marked with an
asterisk (*) in the guaranteed items in the operating specifications listed in
Section 1, Specifications. The equipment listed in Table 4–1 is required to
perform these performance tests.
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Perform the following before running the Operation Tests.

A 20 minute warm up period is required for the all instruments (except for PC)
prior to running the operation tests.

��6��	�� $6�������

Table 4–1 lists the equipment required for the performance tests.
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The performance test for thewaveform monitor must be performed in the
following order.

� Frequency response

� Low pass filter

� Front panel controls

� Format modes (option 0D only)

� Analog output

� Audio output

� External reference

� Remote functions

� MONITOR out

� VGA output

��
�. When you do the performance procedures in this section after the A40
CPU and/or A20 Main board have/has been replaced, you must download the
firmware data to those modules first. Refer to Firmware Updates on page 6–9 for
the firmware updating procedures.

To perform tests, download the signal set data: multi.dnl supplied with the
floppy disk to the TSG1001 in advance.

&�*�������� �� ��� ��(1@@1+

To load the signal set data into the TSG1001, you should install the SDP1000
communication utility: COM1000 into a PC. The procedures described below
supposes that the necessary utility is already stored in the directory sdp1000.

��
�. For the details on installation the COM1000, the SDP1000 communica-
tion utility, and downloading the signal set data to the TSG1001, refer to the
manuals supplied with the TSG1001 and SDP1000.
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1. Connect the TSG1001 and PC with a parallel interface cable. And in the PC,
type:

� ������� �
������

������ �
������

�
������

DOWNLOAD screen appears.

2. Insert the signal set floppy disk (Multi.dnl signal set file stored) into the
floppy disk driver on the PC. And type:

�� �
������

The screen for the download files appears.

3. Select the Multi signal set file. Then press:

�
������

Wait until the PC indicates that the download process has completed
successfully.

This test confirms the frequency response.

The following equipment is required.

$6������� ��6��	�� "��$  �#��� #�������� �=	4,,4 ��� �=�445+�

� ����� ��(�

�;� (�������  �#��� ����� 

�;� 3+� 7�� ����� 

+,� 7�� �����

����������+  Refer to Figure 4–2 for connections.

Using the parallel signal cables supplied with the PSC1125, connect between the
G/Y on the TSG1001 and Y on the PSC1125, and between the B/Pb on the
TSG1001 and PB/PR on the PSC1125.

Using the 75 � BNC cable, connect the OUT1 connector on the PSC1125 rear
panel to the CH A connector on the waveform monitor rear panel.

�	�6����� 	�����
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� TSG1001:

FORMAT: SMPTE 274M 60Hz (for Option 0A). . . . . . . . . . . . . . . . 
SMPTE 296M (for Option 0B)

SWEEP: 100 %. . . . . . . . . . . . . . . . . 

For Option 0C and Option 0D, perform the following procedure using
the format setting for Option 0A and Option 0B respectively.

�  The Waveform Monitor:

INPUT: CH A. . . . . . . . . . . . . . . . . . 

 	�����	�+

1. Press and hold the INTEN/MENU button and select FACTORY :
EXECUTE � OK.

2. Press the DISPLAY : CH 1 button and GAIN : ON button, and then �10
bezel button align the sweep waveform with the graticule.

3. Confirm that the amplitude of the sweep waveform is in the range from
696.5 to 703.5 mV and that the accuracy falls within the � 0.5 %.

4. Press �1 bezel button.

5. Press the DISPLAY : CH 2 button and �10 bezel button align the marker
of the sweep waveform with the graticule.

6. Confirm that the amplitude of the sweep waveform is in the range from
695.1 to 704.9 mV and that the accuracy falls within the � 0.7 %.

7. Press �1 bezel button.
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8. Press the DISPLAY : CH 3 button and �10 bezel button align the marker
of the sweep waveform with the graticule.

9. Press �1 bezel button.

10. Confirm that the amplitude of the sweep waveform is in the range from
695.1 to 704.9 mV and that the accuracy falls within the � 0.7 %.

11. Press �1 bezel button.

This test confirms that the low pass filter operation is functioning correctly.

Use the test hookup and equipment controls from the previous test.

1. Press and hold the INTEN/MENU button and select  FILTER :  LPF.

2. Press the INTEN/MENU button again  to clear the menu from the screen.

3. Press the DISPLAY: CH1 and confirm the 4-th marker amplitude is equal to
or less than 221 mV.

4. Press the DISPLAY: CH2 and confirm the 7-th marker amplitude is equal to
or less than 221 mV.

5. Press the DISPLAY: CH3 and confirm the 7-th marker amplitude is equal to
or less than 221 mV.

6. Press and hold the INTEN/MENU button on the front panel and select
FILTER : FLAT, and then press the INTEN/MENU button again.

This test confirms that the front panel controls are functioning correctly.

Use the test hookup and equipment controls from the previous test.

1. On the TSG1001 front panel, press the COLOR BARS button to set the
COLOR BARS to 75 %.

2. Press the DISPLAY : CH1 and confirm:

� The CH1 LED lights.

� Y signal is currently displayed.

3. Press the DISPLAY : CH2 and confirm:

� The CH2 LED lights.

� Pb signal is currently displayed.

4. Press the DISPLAY : CH3 and confirm:

� The CH3 LED lights.

%�* �� �����	
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� Pr signal is currently displayed.

5. Press the DISPLAY : OVERLAY/PARADE button and confirm:

� The LEDs of the PARADE, CH1, CH2 and CH3 light.

� Y, Pb and Pr signals are being displayed in that order.

6. Press the DISPLAY : OVERLAY/PARADE button and confirm:

� The LEDs of the OVERLAY, CH1, CH2 and CH3 light.

� Y, Pb and Pr signals are being overlapped on the screen.

7. Press the DISPLAY : BOWTIE/VECTOR button and confirm:

� The LEDs of the VECTOR lights.

� Vector display is being made.

a. Press the LIGHTNING bezel button and confirm:

� Lightning display is being made.

b. Press the DIAMOND bezel button and confirm:

� Diamond display is being made.

8. On the TSG1001 front panel, press the TIMING SIGNALS button to set
the TIMING SIGNAL to BOWTIE.

9. Press the DISPLAY : BOWTIE/VECTOR button and confirm:

� The LEDs BOWTIE lights.

� Bowtie waveform is displayed on the screen.

10. Press the DISPLAY : STATUS button and confirm:

� The STATUS LED lights.

� Status display is in progress.

11. Press the DISPLAY: OVERLAY/PARADE button and then the VER-
TICAL OFFSET button, and confirm:

� The OFFSET menu appears at the far right part of the screen.

� Each of CH1, CH2, CH3 and ALL can be selected by pressing the
corresponding bezel button, and turning the V POS knob causes only the
trace(s) for the selected channel(s) to move vertically.

12. Select RESET from the menu.

13. Press the INTEN/MENU button.
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14. Press the GAIN : ON button and press the X5 bezel button, and then
confirm:

� The GAIN: ON LED lights.

15. Press the X1 bezel button to set the vertical gain to off.

16. Press the LINE SEL : ON button and confirm:

� The VBLANK part disappears from the trace.

� The LINE SEL: ON LED lights.

� A line number is displayed at the upper left part of the screen.

17. Press the DISPLAY : CH1 button and then press the SWEEP button, and
confirm:

� The SWEEP menu appears at the far right part of the screen.

� Pressing each of the bezel buttons causes to change the display.

18. Select 1 LINE from the menu and press the INTEN/MENU button.

19. Press the HORIZONTAL : MAG button to set it to on and confirm:

� The waveform is enlarged laterally.

� The HORIZONTAL: MAG LED lights.

20. Press the HORIZONTAL : MAG button to set it to off.

21. Press the CURSOR : ON button on the front panel and confirm:

� The CURSOR menu appears at the far right part of the screen.

� When a cursor is selected, the CURSOR: ON LED goes on, and the
LED goes off when the OFF is selected.

22. Select OFF from the menu and then press the INTEN/MENU button.

23. Press INPUT : A/B button to select the CH B connector on the rear panel for
input signal and confirm:

� The INPUT: B LED lights.

� The message NO SIGNAL is displayed at the lower part of the screen and
the waveform disappears.
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For the instrument with serial number J340101 and above,

� The INPUT: B LED light.

� Waveform changes a line.

24. Switch the PSC1125 cable connection from the CH A to the CH B on the
waveform monitor, and confirm:

� The waveform appears on the screen again.

25. On the TSG1001 front panel, press the SIGNAL SET button twice.

26. On the TSG1001 front panel, press the COLOR BARS button and use the
knob to lower the CIRCLE FREQ.

27. Press the SAVE&DISP : ON button and confirm:

� The SAVE&DISP : ON LED lights.

� The stationary and moving waveforms overlap.

28. Press the SAVE&DISP : ON button and confirm:

� The stationary waveform disappears.

� The SAVE&DISP: ON LED goes off.

29. On the TSG1001 front panel, press the SIGNAL SET button twice.

30. Press and hold the INTEN/MENU button and confirm:

� The MENU can be selected by turning the SELECT knob.

31. Press the INTEN/MENU button again. Then confirm:

� The menu disappears.

� The trace moves left and right by turning H POS knob.

32. Press the HORIZONTAL : MAG button to set it to on and confirm:

� The trace moves to left and right by turning H POS knob.

33. Press the HORIZONTAL: MAG to set it to off.

34. Press and hold the INTEN/MENU button, select CRC LED : ON and then
GAMUT : ON.

35. With another 75 � cable, connect the OUT 2 on the PSC1125 rear panel and
the CH A on the waveform monitor rear panel.
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36. With a 50 � cable, connect the oscilloscope input and the CRCE OUT on
the waveform monitor. Set the input impedance of the oscilloscope to 1 M
�. Confirm:

� The CRC LED momentarily lights each time the INPUT : A/B button is
pressed.

� Concurrently, a positive TTL–level pulse (2 to 5 V) is being output from
the CRCE OUT.

37. On the TSG1001 front panel, press the SWEEP button to set the SWEEP to
100 %, and confirm:

� The GAMUT LED goes on.

38. On the TSG1001 front panel, press the COLOR BARS button to set the
COLOR BAR to 100 %, and confirm:

� The GAMUT LED goes out.

This test confirms that the format modes of Option 0D are functioning correctly .

Use the test hookup and equipment controls from the previous test.

1. Download the “multall.dnl” signal set file supplied on the TG1001 Signal
Library floppy disk with part number 063–3286–xx to the TSG1001. Refer
to Downloading to the TSG1001 on page 4–4 for instructions.

1. On the TSG1001 front panel, press the COLOR BARS button to set the
COLOR BARS to 75 %.

2. Set the format mode to “i” (interlace) .

3. Press the SWEEP button to select 2LINE display.

4. On the TSG1001 front panel, press the FORMAT button repeatedly to set
the FORMAT to 274M 50Hz, and confirm:

� The field rate display at the upper right of the screen changes to 50i.

5. Set the format mode to “p” (progressive).

6. Press the SWEEP button to select 2LINE display.

7. On the TSG1001 front panel, press the FORMAT button repeatedly to set
the FORMAT to 296M 60Hz, and confirm:

� The field rate display at the upper right of the screen changes to 60p.

��	��� ���� ;������ @&

����<
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8. On the TSG1001 front panel, press the FORMAT button repeatedly to set
the FORMAT to 274M 24p, and confirm:

� The field rate display at the upper right of the screen changes to 24p.

9. Set the format mode to “p(sF)” (segment frame).

10. On the TSG1001 front panel, press the FORMAT button repeatedly to set
the FORMAT to 274M 24sF, and confirm:

� The field rate display at the upper right of the screen changes to 24sF.

11. Re-download the “multi.dnl” signal set file for the following tests.

This test confirms the amplitude and interchannel delay of the ANALOG OUT
output.

The following equipment is required.

$6������� ��6��	�� "��$ =�#��� 	�������� �=	4,,4 ��� �=�445+�

� ����� ��(�

�;� (�������  �#��� ����� 

����� 3+� 7�� ����� 

�;� 7�� � ��������� 

�;� 3+� ���������� 

����������+  Refer to Figure 4–3 for connections.

Using the parallel signal cables supplied with the PSC1125, connect between the
G/Y on the TSG1001 and Y on the PSC1125, and between the B/Pb on the
TSG1001 and PB/PR on the PSC1125.

Using the 75 � BNC cable, connect the OUT1 connector on the PSC1125 rear
panel to the CH A connector on the waveform monitor rear panel.

Connect ANALOG OUT Y and ANALOG OUT Pb connector on the waveform
monitor rear panel to the oscilloscope CH1 and CH2 input respectively,  using
the 75 � BNC cables and the BNC T connectors.

Terminate the other side of the BNC T connectors with the 75 � terminators.

������ ������



Performance Verification

WFM 1125 Option 0A/0B/0C/0D Service Manual 7214
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3+ � 7�� �����
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��������  �#��� �����
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3+ � 7�� �����
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��� 3+ � ����������

����	� 7245'������ ������ ��� ������� ���C��

������� �����+

� TSG1001:

FORMAT: SMPTE 274M 60Hz (for Option 0A). . . . . . . . . . . . . . . . 
SMPTE 296M (for Option 0B)

COLOR BARS: 100 % COLOR BARS. . . . . . . . . . . 

�  The Waveform Monitor:

INPUT: CH A. . . . . . . . . . . . . . . . . . 

� Oscilloscope:

Waveform: CH1. . . . . . . . . . . . . . . 

Vertical scale: 10 mV/div. . . . . . . . . . . . . 

Vertical offset: 0 V. . . . . . . . . . . . 

Vertical position: Center. . . . . . . . . . . 

Horizontal scale: 10 �s/div. . . . . . . . . . . 

Trigger mode: EDGE. . . . . . . . . . . . . 

Trigger source: CH1. . . . . . . . . . . . 
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Trigger level: –140 mV. . . . . . . . . . . . . 

 	�����	�+

1. Align the 0 mV level of the signal with the center graticule on the oscillo-
scope.

2. Change the oscilloscope vertical offset to 700mV.

3. Confirm the signal level is 700 mV� 7 mV.

4. Change the oscilloscope waveform to CH1 off, waveform to CH2, and
vertical offset to –350 mV.

5. Align the –350 mV level of the signal with the center graticule on the
oscilloscope.

6. Change the oscilloscope vertical offset to 350 mV.

7. Confirm the signal level is 350 mV� 7 mV.

8. Press the TIMING SIGNALS button on the TSG1001 front panel to set the
TIMING SIGNALS to BOWTIE.

9. Change the oscilloscope settings to:

Waveform: CH1 and CH2. . . . . . . . . . . . . . . 

Vertical scale: 100 mV/div for CH1 . . . . . . . . . . . . . 
100 mV/div for CH2

Vertical offset: 0 V for CH1 and CH2. . . . . . . . . . . . 

Horizontal scale: 1 �s/div. . . . . . . . . . . 

Record length : 5000 points. . . . . . . . . . . . 

10. Press the MATH REF button on the oscilloscope front panel, and then press
the main and side menu buttons in the following order to create a Math
waveform: 
 Change Math waveform definition �  Dual Wfm Math � Set 1st Source to
[Ch1] � Set operator to [–] � Set 2nd Source to [Ch2]

11. Change the oscilloscope settings to:

Waveform: CH1 and CH2 to Off. . . . . . . . . . . . . . . 

Zoom: On. . . . . . . . . . . . . . . . . . . 

Vertical scale: 100 mV/div (5.0 X Vert) for Math1. . . . . . . . . . . . . 

Horizontal scale: 5 �s/div (0.2X Horz). . . . . . . . . . . 
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12. Observe the Bowtie display on the oscilloscope and confirm the skew is
within 3 ns (the marker on the display indicates 1 ns).

13. Change the oscilloscope zoom setting to off.

14. On the TSG1001 front panel press the COLOR BARS button to set the
COLOR BAR to 100 %.

15. Change the BNC cable from ANALOG OUT Pb connector to ANALOG
OUT Pr connector.

16. Change the oscilloscope settings to:

Waveform: MATH1 to off and CH2 to on. . . . . . . . . . . . . . . 

Vertical scale: 10 mV/div. . . . . . . . . . . . . 

Vertical  offset: –350 mV. . . . . . . . . . . . 

17. Repeat steps from 5 to 12.

This test confirms the amplitude, rise time and fall time of the AUDIO output.
This test can be skipped in case of Option 0B or 296M format mode of Option
0C.

The following equipment is required.

$6������� ��6��	�� "��$ =�#��� 	�������� �=	4,,4 ��� �=�445+�

� ����� ��(�

��#���� �
��� �������

�;� (�������  �#��� ����� 

����� 3+� 7�� ����� 

7�� � ���������

�;� 3+� ���������� 

����������+  Refer to Figure 4–4 for connections..

Using the parallel signal cables supplied with the PSC1125, connect between the
G/Y on the TSG1001 and Y on the PSC1125, and between the B/Pb on the
TSG1001 and PB/PR on the PSC1125.

Using the 75 � BNC cable, connect the OUT1 connector on the PSC1125 rear
panel to the CH A connector on the waveform monitor rear panel.

Connect AUDIO CHA connector on the waveform monitor rear panel to the
oscilloscope CH1 input using the 75 � BNC cable and the BNC T connector.

����� ������
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Terminate the other side of the BNC T connector with the 75 � terminator.

�=	4,,4 #�������� ���� (����
�=�445+
���������
���� (����
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��������  �#��� �����
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��� 3+ � ����������

����	� 7275'����� ������ ��� ������� ���C��

������� �����+

� TSG1001:

FORMAT: SMPTE 274M 60Hz (for Option 0A). . . . . . . . . . . . . . . . 
SMPTE 296M (for Option 0B)

SWEEP: 100 %. . . . . . . . . . . . . . . . . 

�  The Waveform Monitor:

INPUT: CH A. . . . . . . . . . . . . . . . . . 

� Oscilloscope:

Waveform: CH1. . . . . . . . . . . . . . . 

Vertical scale: 200 mV/div. . . . . . . . . . . . . 

Vertical offset: 0 V. . . . . . . . . . . . 

Vertical position: Center. . . . . . . . . . . 

Horizontal scale: 100 ns/div. . . . . . . . . . . 

Trigger mode: EDGE. . . . . . . . . . . . . 
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Trigger source: CH1. . . . . . . . . . . . 

Trigger level: –140 mV. . . . . . . . . . . . . 

 	�����	�+

1. Align the 0 mV level of the displayed signal with the center graticule on the
oscilloscope.

2. Using the oscilloscope measurement function, perform the amplitude
measurement, and confirm that the amplitude is 1000 mV � 100 mV.

3. Using the oscilloscope measurement function, perform the rise and fall time
measurements, confirm that the rise and fall times are within the range from
30 ns to 44 ns.

4. Change the BNC cable from the AUDIO CHA connector to the AUDIO
CHB connector.

5. Repeat steps from 1 to 3.

6. Disconnect the BNC cable, the BNC T connector, and the 75 � terminator
from the AUDIO CHB connector on the waveform monitor and CH1
connector on the oscilloscope.

7. Change the connections to as follows:

a. Connect the AUDIO CHA and AUDIO CHB outputs from the waveform
monitor rear panel to the digital audio monitor CH1–2 AUDIO and
CH3-4 AUDIO BNC inputs, respectively, using the 75 � BNC cables.

b. Terminate the other side of the loop–through to the CH1-2 AUDIO and
CH3–4 AUDIO input with the 75 � terminators.

8. On the digital audio monitor front panel, press MENU button to display the
menu.

9. Select Inputs items from the menu, and select “CH1–2 input: BNC–unbal-
anced” and “CH3–4 input:BNC–unbalanced” items from the submenu.

10. On the digital audio monitor front panel, press the CLEAR MENU button
to clear the menu.

11. On the digital audio monitor front panel, press the VIEW AUDIO button
and SESSION button to display AUDIO/SESSION view.

12. In the view, confirm Highest true peaks are –20 dBFS, Sample rates are
48.00 kHz, and Active Bits are 20.

13. On the digital audio monitor, press the CH STATUS button to display
CHANNEL STATUS view.
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14. In the view, confirm CRC errors are not displayed.

This test confirms that the external reference input operation is functioning
correctly.

The following equipment is required.

$6������� ��6��	�� "��$  �#��� #�������� �=	4,,4 ��� �=�445+�

��=� �$  �#��� #��������

�;� (�������  �#��� ����� 

�;� 3+� 7�� ����� 

3+� ����������

����������+  Refer to Figure 4–5 for connections.

Using the cables supplied with the PSC1125, connect between the G/Y on the
TSG1001 and Y on the PSC1125, and between the B/Pb on the TSG1001 and
PB/PR on the PSC1125.

Using the 75 � BNC cable, connect the OUT1 connector on the PSC1125 rear
panel to the CH A connector on the waveform monitor rear panel.

Connect the ANALOG OUT Y output on the waveform monitor rear panel to
one side of the EXT REF input on the waveform monitor rear panel using the 75
� BNC cable.

Terminate the other side of the loop–through to the EXT REF input with the 75
� terminator.

�=	4,,4 #�������� ���� (����
�=�445+
���������
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!%�445+ ;�������
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������� �����+

� TSG1001:

FORMAT: SMPTE 274M 60Hz (for Option 0A). . . . . . . . . . . . . . . . 
SMPTE 296M (for Option 0B)

SWEEP: 100 %. . . . . . . . . . . . . . . . . 

�  The Waveform Monitor:

INPUT: CH A. . . . . . . . . . . . . . . . . . 

1. Press the REF EXT button on the waveform monitor front panel to set the
reference mode to external.

2. Confirm that the field rate readout at the right upper corner on the screen
indicates 60.00 Hz.

3. Disconnect the BNC cable from the ANALOG OUT Y output on the
waveform monitor rear panel, and then connect it to the BLACK output on
the NTSC TV generator rear panel.

4. Press and hold the INTEN/MENU button on the waveform monitor front
panel to display the Configure menu, and then select EXT REFERENCE :
NTSC from the menu.

5. Confirm that the field rate readout at the right upper corner on the screen
indicates 59.94 Hz and the waveform is not locked.

This test confirms that the remote operation is functioning correctly.

The following equipment is required.

$6������� ��6��	�� "��$  �#��� #�������� �=	4,,4 ��� �=�445+�

�;� (�������  �#��� ����� 

3+� 7�� �����

	��
�� ��� �� ;��� 4+E(��8 �E�'(� ���������

����������+  Refer to Figure 4–6 for connections.

Using the cables supplied with the PSC1125, connect between the G/Y on the
TSG1001 and Y on the PSC1125, and between the B/Pb on the TSG1001 and
PB/PR on the PSC1125.

Using the 75 � BNC cable, connect the OUT1 connector on the PSC1125 rear
panel to the CH A connector on the waveform monitor rear panel.

������ ��������
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Connect the 15-pin, D-type ground closure to the REMOTE connector on the
rear panel. See Figure 4–1 for the switch ID symbols: SWxx, on the ground
closure.

�=	4,,4 #�������� ���� (����
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� TSG1001:

FORMAT: SMPTE 274M 60Hz (for Option 0A). . . . . . . . . . . . . . . . 
SMPTE 296M (for Option 0B)

SWEEP: 100 %. . . . . . . . . . . . . . . . . 

�  The Waveform Monitor:

INPUT: CH A. . . . . . . . . . . . . . . . . . 

1. Open all dip switches on the ground closure.

2. Close SW15 and confirm:

� The INPUT B LED lights.

3. Open SW15.

� The INPUT A LED lights.

4. Close SW15.

� The INPUT B LED lights.

5. Close SW11.

� The display changes to STATUS.
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6. Close SW14.

7. Open SW11.

8. Close SW11.

� The display changes to VECTOR.

9. Close SW13.

10. Open SW11.

11. Close SW11.

� The display changes to PARADE.

12. Close SW12.

13. Open SW11.

14. Close pin 11.

� The display changes to CH1.

15. Close SW10.

� The SAVE&DISP LED lights.

16. Open SW10.

� The SAVE&DISP LED goes out.

17. Close SW1.

� The display changes to 1FIELD.

18. Close SW3.

� The display changes to 2FIELD.

19. Open SW3.

20. Open SW1.

� The display changes to 1LINE, resulting in the Y signal being displayed.

21. Close SW2.
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� The display changes to the green display.

22. Press and hold the INTEN/MENU button and then select SAVE PRESET:
1 � OK.

23. Press the CH2 button, and select SAVE PRESET:  2 � OK.

24. Press the CH3 button, and select SAVE PRESET:  3 � OK.

25. Press the OVERLAY/PARADE button, and select SAVE PRESET:  4 �
OK.

26. Close SW5.

� The CH2 LED lights.

27. Close SW7.

� The CH1 LED lights.

28. Open pin 5 of D-type.

� The CH3 LED lights.

29. Open SW7.

� The CH1, CH2, CH3, and PARADE LED light.

30. Close SW6.

31. Open SW6.

32. Close SW7.

� The CH3 LED lights.

33. Open SW7.

� The CH1 LED lights.

The following procedures are only needed for checking the format mode of
Option 0D.

34. Close SW4.

� The display changes to Progressive format mode.

35. Close SW8.
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� The display changes to SegmentFframe format mode.

36. Open SW4.

� The display changes to Interlace format mode.

This test confirms the signal level of the MONITOR output.

The following equipment is required.

$6������� ��6��	�� "��$  �#��� #�������� �=	4,,4 ��� �=�445+�
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����������+  Refer to Figure 4–7 for connections.

Using the cables supplied with the PSC1125, connect between the G/Y on the
TSG1001 and Y on the PSC1125, and between the B/Pb on the TSG1001 and
PB/PR on the PSC1125.

Using the 75 � BNC cable, connect the OUT1 connector on the PSC1125 rear
panel to the CH A connector on the waveform monitor rear panel.

Attach the SMA-to-BNC adapters to the CH1 connector and TRIGGER
DIRECT INPUT connector on the oscilloscope.

Attach the 75-to-50 � minimum-loss pads to OUT2 connector on the PSC1125
rear panel and MONITOR connector on the waveform monitor rear panel.

Using one of the 50 � BNC cable, connect the OUT2 attenuator on the PSC1125
to the TRIGGER DIRECT INPUT adapter on the oscilloscope.

Using the other 50 � BNC cable, connect the MONITOR attenuator on the
waveform monitor  to the CH1 adapter on the oscilloscope.

#������ ������
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� TSG1001:

FORMAT: SMPTE 274M 60Hz (for Option 0A). . . . . . . . . . . . . . . . 
SMPTE 296M (for Option 0B)

SWEEP: 100 %. . . . . . . . . . . . . . . . . 

�  The Waveform Monitor:

INPUT: CH A. . . . . . . . . . . . . . . . . . 

� Oscilloscope:

Vertical: CH1. . . . . . . . . . . . . . . . . 

Vertical scale: 100 mV/div. . . . . . . . . . . . . 

Vertical coupling: AC. . . . . . . . . . 

Vertical offset: 0 V. . . . . . . . . . . . 

Vertical position: Center. . . . . . . . . . . 
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Horizontal sweep: 200 ps/div. . . . . . . . . . 

Trigger mode: Auto. . . . . . . . . . . . . 

Trigger coupling: AC. . . . . . . . . . 

Trigger level: 0 V. . . . . . . . . . . . . 

Trigger slope: Positive. . . . . . . . . . . . . 

Display mode: Color Grading or Infinite. . . . . . . . . . . . . 

 	�����	�+

1. Confirm the output voltage from MONITOR connector is 800 mV � 10%.

This test confirms that the VGA signal is output correctly.

The following equipment is required.

$6������� ��6��	�� $	� �������

$	� ����� �����

1. Connect the VGA monitor to the VGA OUTPUT on the waveform monitor
rear panel using the VGA video cable.

2. Confirm the same view as waveform monitor is displayed on the monitor.

1. Press and hold the INTEN/MENU button and select FACTORY :
EXECUTE � OK.

!(� ������

�����
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This section contains information needed to adjust the WFM 1125 Digital
Television Waveform Monitor Option 0A/0B/0C/0D.

Adjustment in the waveform monitor are limited to the visual characteristics
(linearity, size, focus, contrast and brightness ) of the display, analog output level,
and the power supply voltage.

��6��	����� ��	  �	��	�����

Before you do this procedure, you need to address the following requirements.

This procedure is only to be performed by trained service technicians.

This waveform monitor requires a 20 minute warm-up time in a +20� C to
+30� C environment before it is adjusted.

When adjusting the display, output level, and the power supply voltage, you need
to remove the cabinet.

$6������� ��6��	��

Table 5–1 lists the equipment required to adjust the output level and power
supply voltage. No equipment is required for the display adjustment.
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After the removal and replacement of a display module due to electrical failure,
you must adjust the timing.

If brightness and contrast have become unsatisfactory, you must adjust the
timing.

To perform the display adjustments, you must first remove the enclosure
(cabinet).

1. Disconnect all cables from the waveform monitor and remove the two
cabinet mounting screws shown in Figure 5–1. Slide the instrument forward
out of the enclosure.

2. Place all the variable resistors of the A5 display board at the middle. See
Figure 5–2 for the variable resistors.

�������  ��
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�������� To avoid serious injury, do not touch exposed connections or
components when operating the instrument with the protective enclosure
removed. Dangerous potentials exist at several points within the waveform
monitor.

��"������
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��
�. Use the variable resistors described in the parenthesis for the instrument
with serial number J310171 and above.

3. Connect the power cord, and turn on the power switch on the rear panel.

� When R64 : BLACK (R454 : BRIGHT) is turned clockwise to brighten
the whole area of the CRT, confirm that there are no chips or unevenness
on the phosphor.

4. Press the INTEN/MENU button while holding down the lowest bezel button
to enter into the DIAG/CAL menu.

��C� ���������+

5. Select EXECUTE � DISPLAY � WHITE from the menu.

a. Adjust R15 : H.PHASE (R452 : H.PHASE) to center the bright video
area in the background area.

b. Loosen the screw retaining the deflecting yoke to place the CRT display
horizontally. This adjustment is not available for instruments with serial
number J310171 and above.

��9� ��� %����	���+

6. Press the MENU button and then select GRID from the menu.

The grid pattern (crosshatch pattern) appears on the screen.

� Check the distortion of the external frame and the declination from the
CRT face, and the inclination about the grid pattern. No specifications
are required.

a. Align the horizontal and vertical positions in place using the centering
ring behind the deflecting yoke.

b. With R43 : V.SIZE (R352 : V.HEIGHT), set the vertical size to 71 mm.

c. With R48 : V.LIN (R353 : V.LIN), adjust the linearity on the top and
bottom area on the CRT face. If necessary, use R43 and the centering
rings for readjustment.

d. With L4 : WIDTH (L403 : WIDTH), set the horizontal size to 95 mm. If
necessary, use R43 (R353) and the centering ring for readjustment.

��
�. The centering rings may cause some distortion to the display. Adjust the
centering rings for the least amount of distortion and the best centering.
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7. Adjust R64 : BLACK (R454 : BRIGHT) to make the background disappear.

8. Press the INTEN/MENU button and then select GRADATION from the
menu.

a. Regulate R4 : WHITE (R251 : CONTRAST) so that the leftmost column
is visible faintly and the two leftmost columns are discriminated.

����+

9. Press the INTEN/MENU button and then select GRID from the menu.

a. With R36 : CORNER FOCUS (R453 : FOCUS), adjust the peripheral
focus.

b. With L5 : CENTER FOCUS, adjust the center focus.

c. Check the whole. If necessary, repeat the above adjustments.

10. Press the INTEN/MENU button, and then STANDBY button twice to exit
from the DIAG/CAL menu.

������ ��"������

To perform the output adjustments, you must first remove the enclosure
(cabinet). For removing the enclosure, refer to Preparation on page 5–2.

 To perform the output adjustments, you also must download the signal set data
supplied with the floppy disk to the TSG1001 and make connections between the
HDTV signal generator and the waveform monitor in advance. For downloading
the signal set data and making connections, refer to Downloading to the
TSG1001 on page 4–4 and Connections on page 4–5.

After you have made connections, find the variable resister on the A10 input
board. See figure 5–4.

 	���	�����
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�������� To avoid serious injury, do not touch exposed connections or
components when operating the instrument with the protective enclosure
removed. Dangerous potentials exist at several points within the waveform
monitor.

����������+

Connect ANALOG OUT Y connector on the waveform monitor rear panel to the
oscilloscope CH1 input using the 75 � BNC cable and the BNC T connector.

Connect ANALOG OUT Pb connector on the waveform monitor rear panel to the
oscilloscope CH2 input using the other 75 � BNC cable and the other BNC T
connector.

Terminate the other end of the BNC T connectors with the 75 � terminators.

������ ������

��"������
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TSG1001:

COLOR BARS: 100 % COLOR BARS. . . . . . . . . . . 

Oscilloscope:

Waveform: CH1. . . . . . . . . . . . . . . 

Vertical scale: 10 mV/div. . . . . . . . . . . . . 

Vertical offset: 0 V. . . . . . . . . . . . 

Vertical position: Center. . . . . . . . . . . 

Horizontal scale: 10 �s/div. . . . . . . . . . . 

Trigger mode: EDGE. . . . . . . . . . . . . 

Trigger source: CH1. . . . . . . . . . . . 

Trigger level: –140 mV. . . . . . . . . . . . . 

 	�����	�+

1. Align the 0 mV level of the signal with the center graticule on the oscillo-
scope.

2. Change the oscilloscope vertical offset to 700mV.

3. Verify and adjust the A10 R502 to align the 700 mV level with the center
graticule on the oscilloscope.

4. Change the oscilloscope vertical offset to 0 V.

5. If the 0 mV level is within � 0.5 divisions from the center graticule, go to
the next step. If not so, go back step 1.

6. Change the oscilloscope waveform to CH1 off, waveform to CH2, and
vertical offset to –350 mV.

7. Align the –350 mV level of the signal with the center graticule on the
oscilloscope.

8. Change the oscilloscope CH2 vertical offset to 350 mV.

9. Verify and adjust the A10 R522 to align the 350 mV level with the center
graticule on the oscilloscope.

10. Change the oscilloscope CH1 vertical offset to –350 mV.
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11. If the –350 mV level is within � 0.5 division from the center graticule, go to
the next step. If not so, go back step 7.

12. Press the TIMING SIGNALS button on the TSG1001 front panel to set the
TIMING SIGNALS to BOWTIE.

13. Change the oscilloscope settings to:

Waveform: CH1 and CH2. . . . . . . . . . . . . . . 

Vertical scale: 100 mV/div for CH1 . . . . . . . . . . . . . 
100 mV/div for CH2

Vertical offset: 0 V for CH1 and CH2. . . . . . . . . . . . 

Horizontal scale: 1 �s/div. . . . . . . . . . . 

Record length : 5000 points. . . . . . . . . . . . 

14. Press the MATH REF button on the oscilloscope front panel, and then press
the main and side menu buttons in the following order to create a Math
waveform: 
 Change Math waveform definition � Dual Wfm Math � Set 1st Source to
[Ch1] � Set operator to [–] � Set 2nd Source to [Ch2]

15. Change the oscilloscope settings to:

Waveform: CH1 and CH2 to Off. . . . . . . . . . . . . . . 

Zoom: On. . . . . . . . . . . . . . . . . . . 

Vertical scale: 100 mV/div (5.0 X Vert) for Math1. . . . . . . . . . . . . 

Horizontal scale: 5 �s/div (0.2X Horz). . . . . . . . . . . 

16. Observe the Bowtie display on the oscilloscope and verify and adjust the
A10 DL200 so that the skew is within 1 ns (the marker on the display
indicates 1 ns).

17. Change the oscilloscope zoom setting to off.

18. On the TSG1001 front panel press the COLOR BARS button to set the
COLOR BAR to 100 %.

19. Change the BNC cable from ANALOG OUT Pb connector to ANALOG
OUT Pr connector.

20. Change the oscilloscope settings to:

Waveform: MATH1 to off and CH2 to on. . . . . . . . . . . . . . . 

Vertical scale: 10 mV/div. . . . . . . . . . . . . 
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Vertical offset: –350 mV. . . . . . . . . . . . 

21. Align the –350 mV level of the signal with the center graticule on the
oscilloscope.

22. Change the oscilloscope CH2 vertical offset to 350 mV.

23. Verify and adjust the A10 R542 to align the 350 mV level with the center
graticule on the oscilloscope.

24. Change the oscilloscope CH1 vertical offset to –350 mV.

25. If the –350 mV level is within � 0.5 division from the center graticule, go to
next step. If not, go back to step 21.

26. Press the TIMING SIGNALS button on the TSG1001 front panel to set the
TIMING SIGNALS to BOWTIE.

27. Change the oscilloscope settings to:

Waveform: CH1 and CH2. . . . . . . . . . . . . . . 

Vertical scale: 100 mV/div for CH1 . . . . . . . . . . . . . 
100 mV/div for CH2

Vertical offset: 0 V for CH1 and CH2. . . . . . . . . . . . 

Horizontal scale: 1 �s/div. . . . . . . . . . . 

Record length : 5000 points. . . . . . . . . . . . 

28. Press the MATH REF button on the oscilloscope front panel, and then press
the main and side menu buttons in the following order to create a Math
waveform: 
 Change Math waveform definition � Dual Wfm Math � Set 1st Source to
[Ch1] � Set operator to [–] � Set 2nd Source to [Ch2]

29. Change the oscilloscope settings to:

Waveform: CH1 and CH2 to Off. . . . . . . . . . . . . . . 

Zoom: On. . . . . . . . . . . . . . . . . . . 

Vertical scale: 100 mV/div (5.0 X Vert) for Math1. . . . . . . . . . . . . 

Horizontal Scale: 5 �s/div (0.2X Horz). . . . . . . . . . 

30. Observe the Bowtie display on the oscilloscope and verify and adjust the
A10 DL210 so that the skew is within 1 ns (the marker on the display
indicates 1 ns).
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Connect AUDIO CHA connector from the waveform monitor rear panel to the
oscilloscope CH1 input using the 75 � BNC cable and the BNC T connector.

Terminate the other side of the BNC T connector with the 75 � terminator.

������� �����+

Oscilloscope:

Waveform: CH1. . . . . . . . . . . . . . . 

Vertical scale: 200 mV/div. . . . . . . . . . . . . 

Vertical Offset: 0 V. . . . . . . . . . . . 

Vertical Position: Center. . . . . . . . . . 

Horizontal Scale: 100 ns/div. . . . . . . . . . 

Trigger mode: EDGE. . . . . . . . . . . . . 

Trigger Source: CH1. . . . . . . . . . . . 

Trigger Level: –140 mV. . . . . . . . . . . . . 

 	�����	�+

1. Align the 0 mV level of the displayed signal with the center graticule on the
oscilloscope.

2. Using the oscilloscope measurement function, perform the amplitude
measurement.

3. Verify and adjust the A10 R166 so that the amplitude is 1.00 V

4. Change the BNC cable from the AUDIO CHA connector to the AUDIO
CHB connector.

5. Align the 0 mV level of the displayed signal with the center graticule on the
oscilloscope.

6. Using the oscilloscope measurement function, perform the amplitude
measurement.

7. Verify and adjust the A10 R172 so that the amplitude is 1.00 V

����� ������ ��"������
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To perform the output adjustments, you must first remove the enclosure
(cabinet). For removing the enclosure, refer to Preparation on page 5–2.

After you have remove the enclosure (cabinet), find the test points on the A40
CPU board and the variable resistor on the Power Supply module. See 
Figures 5–5 and 5–6.
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�������� To avoid serious injury, do not touch exposed connections or
components when operating the instrument with the protective enclosure
removed. Dangerous potentials exist at several points within the waveform
monitor.

������� �����+

Oscilloscope:

Waveform: CH1. . . . . . . . . . . . . . . 

Vertical scale: 200 mV/div. . . . . . . . . . . . . 

Vertical Offset: + 5 V. . . . . . . . . . . . 

Vertical Position: Center. . . . . . . . . . 

Horizontal Scale: 1 �s/div. . . . . . . . . . 

Bandwidth : 20 MHz. . . . . . . . . . . . . . 

��"������
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1. Remove the power supply module:

a. Remove the three screws securing the power supply module to the
instrument chassis.

b. Slide the power supply module off of the chassis.

2. Connect the power cord to the waveform monitor, and turn on the power
switch on the rear panel.

3. Attach the P6139A probe to the oscilloscope CH1 input.

4. Locate the test points TP101 and TP110 on the A40 CPU board. See
Figure 5–5.

5. Locate the variable resistor VR501 on the Power Supply module. See
Figure 5–6.

6. Adjust the voltage:

a. Connect the grand lead of the probe to the TP101 (GND) and the probe
tip to the TP110 (VCC).

b. Turn the VR501 clockwise or counterclockwise to align the trace with
the center graticule on the oscilloscope. If necessary, change the vertical
scale setting up to 20 mV/div.

7. Install the power supply module:

a. Position the power supply module on the chassis.

b. Install the three screws securing the power supply module to the
instrument chassis.
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This section contains the information needed to do corrective maintenance on the
WFM 1125 Digital Television Waveform Monitor Option 0A/0B/0C/0D. The
following subsections are included:

� Preparation — Introduction plus general information on preventing damage
to internal modules when doing maintenance.

� Inspection and Cleaning — Information and procedures for inspecting the
waveform monitor and cleaning its external and internal modules.

� Removal and Installation Procedures — are not provided in this manual.

� Firmware Updates — The firmware of this instrument can be downloaded
from a PC. This section describes the contents of the firmware floppy disk
and procedures for downloading.

� Troubleshooting — Information for isolating and troubleshooting failed
modules. Included is diagnostics and troubleshooting trees. Use troubleshoot-
ing trees if the faulty module could not be isolated in the diagnostic
procedures.

������� #����������  	�����	�

The following sections contain information and procedures related to mainte-
nance.

� Section 2, Operating Information, covers instructions useful when operating
the waveform monitor in order to troubleshoot it.

� Section 3, Theory of Operation, contains a circuit description at the module,
or block, level.

� Section 4, Performance Verification, contains procedures that may be useful
in isolating problems to modules by testing instrument performance.

� Section 5, Adjustment Procedures, addresses after repair adjustment. It
contains a procedure for adjusting the display circuit module of the wave-
form monitor.

� Section 9, Diagrams, contains a block diagram using individual modules as
blocks and an interconnection diagram showing connections between the
modules.

� Section 10, Mechanical Parts List, lists all field replaceable modules by part
number.
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Before servicing this product, read the Safety Summary and Introduction at the
front of the manual and the ESD information below.

�������� To avoid electrical shock, disconnect the instrument from the AC
power supply before removing the cabinet or replacing any components.

��	
���� Static discharge can damage any semiconductor component in this
instrument.

When performing any service which requires internal access to the waveform
monitor, adhere to the following precautions to avoid damaging internal modules
and their components due to electrostatic discharge (ESD).

1. Minimize handling of static-sensitive modules.

2. Transport and store static-sensitive modules in their static protected
containers or on a metal rail. Label any package that contains static-sensitive
modules.

3. Discharge the static voltage from your body by wearing a grounded antistatic
wrist strap while handling these modules. Do service of static-sensitive
modules only at a static-free work station.

4. Nothing capable of generating or holding a static charge should be allowed
on the work station surface.

5. Handle circuit boards by the edges when possible.

6. Do not slide the modules over any surface.

7. Avoid handling modules in areas that have a floor or work-surface covering
capable of generating a static charge.

Table 6–1 lists the relative susceptibility of various classes of semiconductors.
Static voltages of 1 kV to 30 kV are common in unprotected environments.

 	�
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Inspection and Cleaning describes how to inspect for dirt and damage. It also
describes how to clean the exterior and interior of the WFM 1125 Digital
Television Waveform Monitor Option 0A/0B/0C/0D. Inspection and cleaning are
done as preventive maintenance. Preventive maintenance, when done regularly,
may prevent instrument malfunction and enhance its reliability.

Preventive maintenance consists of visually inspecting and cleaning the
instrument and using general care when operating it.

How often to do maintenance depends on the severity of the environment in
which the waveform monitor is used. A proper time to perform preventive
maintenance is just before adjustment.

The cabinet helps keep dust out of the waveform monitor and should normally be
in place when operating the instrument. The optional front panel cover protects
the front panel and display from dust and damage. It is recommended to install
the optional front panel cover when storing or transporting the waveform
monitor.

(���	�� ��	�
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Inspect and clean the waveform monitor as often as operating conditions require.
The collection of dirt on components inside can cause them to overheat and
breakdown. (Dirt acts as an insulating blanket, preventing efficient heat
dissipation.) Dirt also provides an electrical conduction path that could cause an
waveform monitor failure, especially under high-humidity conditions.

��	
���� Avoid the use of chemical cleaning agents which might damage the
plastics used in this waveform monitor. Use only deionized water when cleaning
the menu buttons or front-panel buttons. Use a 75% isopropyl alcohol solution as
a cleaner and rinse with deionized water. Before using any other type of cleaner,
consult your Tektronix Service Center or representative.

��������� J $,��	��	+ Inspect the outside of the waveform monitor for damage,
wear, and missing parts, using Table 6–2 as a guide. The waveform monitor that
appears to have been dropped or otherwise abused should be checked thoroughly
to verify correct operation and performance. Immediately repair defects that
could cause personal injury or lead to further damage to the instrument.
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����� 8 ��� ����#�� ��������� 1
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�� 1

��������  	�����	� J $,��	��	+ To clean the instrument exterior, do the following
steps:

1. Remove loose dust on the outside of the waveform monitor with a lint free
cloth.

2. Remove remaining dirt with a lint free cloth dampened in a general purpose
detergent-and-water solution. Do not use abrasive cleaners.

��������� ��� ��������
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3. Clean the light filter protecting the monitor screen with a lint-free cloth
dampened with either isopropyl alcohol or, preferably, a gentle, general
purpose detergent-and-water solution.

��	
���� To prevent getting moisture inside the waveform monitor during
external cleaning, use only enough liquid to dampen the cloth or applicator.

��������� J ����	��	+ To access the inside of the waveform monitor for inspection
and cleaning, refer to the Removal and Installation Procedures in this section.

Inspect the internal portions of the waveform monitor for damage and wear,
using Table 6–3 as a guide. Defects found should be repaired immediately.

If any electrical module is repaired or replaced, refer to  Section 5 to see if it is
necessary to adjust the waveform monitor.

��	
���� To prevent damage from electrical arcing, ensure that circuit boards
and components are dry before applying power to the waveform monitor.
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��������� ����;���1

��������  	�����	� J ����	��	+ To clean the waveform monitor interior, do the
following steps:

1. Blow off dust with dry, low-pressure, deionized air (approximately 9 psi).

2. Remove any remaining dust with a lint-free cloth dampened in isopropyl
alcohol (75% solution) and rinse with warm deionized water. (A cotton-
tipped applicator is useful for cleaning in narrow spaces and on circuit
boards.)

�
�. If, after doing steps 1 and 2, a module is clean upon inspection, skip the
remaining steps.

3. If steps 1 and 2 do not remove all the dust or dirt, the instrument may be
spray washed using a solution of 75% isopropyl alcohol by doing steps 4
through 8.

4. Gain access to the parts to be cleaned by removing easily accessible shields
and panels.

5. Spray wash dirty parts with the isopropyl alcohol and wait 60 seconds for the
majority of the alcohol to evaporate.

6. Use hot (120� F to 140� F) deionized water to thoroughly rinse them.

7. Dry all parts with low-pressure, deionized air.

8. Dry all components and assemblies in an oven or drying compartment using
low-temperature (125� F to 150� F) circulating air.

%��	�������+ There is no periodic lubrication required for this waveform monitor.
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The procedures for removal and installation are not provided in this manual.
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WFM 1125 Digital Television Waveform Monitor Option 0A/0B/0C/0D
firmware may be downloaded when the trouble shooting is needed or when the
firmware has been updated. This must be done when the internal module: A40
CPU board has been replaced.

This subsection explains the file contents in the firmware floppy disks and how
to uncompress and download the firmware.

 	���	�����

The equipments listed in Table 6–4 are required.
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������ ��C

The 3.5-inch MS-DOS format firmware floppy disks include the files listed in
Table 6–5.
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���� 6P �����(� 6P ��
���� 6P %����� 6P )�%1

)�ORO)�1�<� ���6����� ���� �� )��� =����� ����

)�ORO"�1�<� !��� "��# � �� (��'�� �� �� (�� � �� ��� (��  ��# ��
��� "���.����� ��# �
���� �?��(� �� ��� )��� =�����
�����

)�ORO��1�<� ����� ���� �����1

�)�O*O��1�<� %�� ������� �� (��'1

)�����  	�����	�

Update procedures compose of four main processes:

� Uncompressing the download files

� Downloading the files to the Waveform Monitor

� Resetting the Waveform Monitor

� Performance Verification
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Do the following steps to uncompress  the download files.

1. Power up the PC.

2. If you use a Windows machine, enter into the MS-DOS prompt mode.

3. Select a destination directory. If you want to install the files at a new
directory, create it.

4. Insert WFM1125 op.0C (or op.0D) Disk1 into the floppy disk drive on the
PC.

5. Type �� ���  and then press Return key. Doing so displays various messages
and the uncompressing condition.

6. When the messages Please insert WFM1125 op.0C (or op.0D) Disk2 and
Press any key to continue are displayed, according to the messages, insert the
disk and press any key.

When the uncompressing process completes, MS-DOS prompt is displayed.

7. Remove WFM1125 op.0C (or op.0D) Disk 2  from the floppy disk drive on
the PC.

Do the following steps to download the uncompressed files to the waveform
monitor.

1. Connect the RS-232C connector on the waveform monitor and the RS-232C
connector on the PC using the RS-232C cable.

In the Waveform Monitor:

2. Turn on power switch on the rear panel while holding down the STANDBY
button on the front panel.

In the PC:

3. Change directory where files were uncompressed if necessary.

Case 0: Option 0D

Type:

!����� �
������

Case 1: Option 0C

Type:

!����� �
������

)�����	���� ���

��*����� ����

&�*�������� ��� ���� ��

��� ��
���	� #�����	



Firmware Updates

WFM 1125 Option 0A/0B/0C/0D Service Manual =21>

Case 2: Option 0A

Type:

� ��"# �
������

!����� �
������

Case 3: Option 0B

Type:

� $#� �
������

!����% �
������

Following menu appears on the screen:

Select Download item:
0: ALL
1: Firmware
2: TTF Files
3: GF Files
4: XY files
5: Graticule Data

Q: quit

Item Number  ?

Type:

� �
������

The download is completed in about 20 min for Option 0A and Option 0B, or
30 min for Option 0C and Option 0D. After the download has been finished,
the download program exit automatically.

Press and hold the INTEN/MENU button on the front panel to the Configure
menu. Turn the SELECT knob to select the FACTORY : EXECUTE and press
OK bezel button to reset factory settings.

��
�. Be sure to reset the waveform monitor to factory settings after the
download process is completed. If you skip this procedure, the waveform monitor
may not perform correctly.

�������� ��� *�
���	�

#�����	
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After you download the firmware, perform the performance verification
procedures described in Section 4, Performance Verification.

 �	��	����� !�	���������
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This subsection contains diagnostic procedures and troubleshooting trees
designed to help you isolate faulty modules in the waveform monitor.

&��������

The WFM 1125 Digital Television Waveform Monitor Option 0A/0B/0C/0D has
internal diagnostics that focus on verifying, adjusting, and if need be, isolating
faulty modules.

Display DIAG/CAL menu on the screen. Refer to DIAG/CAL Menu on page
2–14 for the DIAG/CAL menu structure and those operation information.

1. Turn on the power switch on the rear panel.

2. Press the INTEN/MENU button while holding down the lowest bezel button
to enter into the DIAG/CAL menu.

3. Press DIAG/CAL bezel button.

Check the front panel buttons, knobs and LEDs.

0����� ��� C���+

4. Select KEY/KNOB from the menu.

a. When you press a button on the front panel except for the third bezel
button, the name associated with the button is displayed on lower part of
the CRT. Press all the front panel buttons except for the third bezel
button, and confirm that all the buttons operate properly.

b. Turn the knob clockwise and anticlockwise to confirm that the name of
the corresponding knob followed by INC or DEC is displayed on the
lower part of the screen. Do this procedures for all the knobs on the front
panel.

5. Select KEY/KNOB from the menu.

%$&+

6. Select LED from the menu and confirm that all the LEDs on the front panel
light.

 	���	�����

�	��� ����� ������A

C��� ��� %$&
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7. Select LED again and confirm that all the LEDs go off.

8. Press the DIAG bezel button.

9. Select MEMORY from the menu to run the following memory tests.

� ROM checksum

� RAM R/W test

� FLASH MEMORY R/W test (this takes about 6 minutes)

��
�. Do not power off the waveform monitor until this test is complete. Doing
so would lost the files in the memory and you have to reload them again.

� IO register R/W test.

Confirm that the PASS is displayed in all the memory tests. If error is
detected, the FAIL is displayed together with error information on the screen.

10. Press INTEN/MENU button on the front panel.

11. Select PLD from the menu to run the following PLD tests.

� 10K30 configuration test

� 10K10 configuration test

� 8K configuration test

Confirm that the PASS is displayed in all the PLD tests. If error is detected,
the FAIL is displayed together with error information on the screen.

12. Press INTEN/MENU button on the front panel.

13. Select X/Y RAM from the menu to run the following tests.

� Overlay RAM R/W test

� X/Y RAM data bus test

� X/Y RAM memory cell test

� X/Y RAM address bus test

Confirm that the PASS is displayed in all the tests. If error is detected, the
FAIL is displayed together with error information on the screen.

14. Press INTEN/MENU button on the front panel.

#���	��

 %&

./��# ��� �/��#
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To execute the following test, you must input any signal that includes EAV and
SAV into those module through the CH A or CH B connector on the rear panel.

15. Connect a signal to the CH A or CH B connector on the rear panel.

16. Select HK102/HK202/FIFO from the menu to run the following test.

� HK-102/HK-202 and FIFO functional test.

Confirm that the PASS is displayed in this test. If error is detected, the FAIL
is displayed together with error information on the screen.

17. Press INTEN/MENU button on the front panel.

18. Press STANDBY button twice to exit from the DIAG/CAL menu.

8F/1@3-8F/3@3 ��� ����
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�4,,

�4/,

�45,

�� ����� �������� �� �4,,

�� ����� �������� �� �4/,

��#����� �������� �� �45,

����	� =235'�=@ &�/&� ���	� ;
��* �	�� ���<
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CONFIG_
DONE
10K 30

DCLK 10K 30
GND

VEE

N2V U100

J100

D_VD

FIFO_WE

CLK_SEL
LINE_NUMN

NEWLINEN

DFRAME
SONY_RSTN

FD<23..1>

FD<7..1>

HK1025TRB
SONY_WRTN
SONY_RDN

SLOW_CLK

STOP

RESETA20

P3.3V

P1.2V

P3.3V

P1.2V

VCC

J110
Y_EVEN<9..0>

Y_ODD<9..0>

PB<9..0>

RELAY

CRCE
A10REGN

PR<9..1>

STOP_CLK

GND

CLK 37M

FIFO_CLK

����	� =275'H1@@ ��� H11@ ��������	 ��� �������	�����
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������ ��� �����	��

This section describes the options as well as the standard and optional accessories
that are available for the waveform monitor.

������ @� &��	������

This option supports the following system formats:
1035/60i, 1035/59.94i, 1080/60i, and 1080/59.94i

������ @0 &��	������

This option supports the following system formats:
720/60p and 720/59.94p

������ @� &��	������

This option supports the following system formats:
1035/60i, 1035/59.94i, 1080/60i, 1080/59.94i, 720/60p, and 720/59.94p

������ @& &��	������

This option supports the following system formats:
1035/60i, 1035/59.94i, 1080/60i, 1080/59.94i, 1080/50i, 720/60p, 720/59.94p,
1080/30sF, 1080/29.97sF, 1080/25sF, 1080/24sF, 1080/23.98sF, 1080/24p, and
1080/23.98p

�����	��

The waveform monitor comes standard with the accessories listed in Table 7–1.

����� >215'������	� �����	��'

�����	�  �	� �����	

� �� ���
�� ,34E,5:,E<<

�1=1 ��;�� ���� 4:4E,54:E<<

������	� �����	��
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The following optional accessories listed in Table 7–2 can be ordered with the
monitor or purchased through a Tektronix field office or distributor. When
ordering, include both the name and part number (if available) of the option.

����� >235'�������� �����	��'

�����	�  �	� �����	

%���� ����� ����� 5,,E/9D3E,4

����� ������� 43,,%,,

����'��# �� � 43,,%,5

=���E�'E=��� ���- ���(��� 43,,%,+

7���- ����� 43,,%,:

������' ���;�� 43,,%,3

�	���  ���� ��
�	+ The front panel cover protects the display face from damage
and dust.

1>@@�@@  ���� �������+ This cabinet is made of durable metal and painted
silver-gray. Ventilating holes in the top, bottom, and sides of the cabinet help
dissipate heat.

1>@@�@3 ��		���� ���+ This portable cabinet is similar to the 1700F00, but it has
rubber feet, a carrying handle, a flipstand, and a front cover.

1>@@�@: ����/��/���� ���C ������	+ The 1700F05 allows you to mount two
half-rack width instruments in a standard 19-inch rack.

1>@@�@= 0���C  ����+ When you use only one side of a 1700F05 enclosure, insert
a 1700F06 Blank Panel in the unused side to improve appearance and air flow.

1>@@�@> )������ &	�*�	+ When you use only one side of a 1700F05, install the
1700F07 utility drawer in the unused side to provide storage and improve
appearance and air flow. The drawer opens and closes freely, unless latched for
transport.

�������� �����	��
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$����	����  �	� %��

The modules that make up this instrument are often a combination of mechanical
and electrical subparts. Therefore, all replaceable modules are listed in 
Section 10, Mechanical Parts List. Refer to that section for part numbers when
using this manual.
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&���	��

This contains the block diagram and the interconnection diagram for the
WFM 1125 Digital Television Waveform Monitor Option 0A/0B/0C/0D.

������

Graphic symbols and class designation letters are based on ANSI Standard
Y32.2–1975. Abbreviations are based on ANSI Y1.1–1972.
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This section contains a list of the replaceable modules for the WFM 1125 Digital
Television Waveform Monitor Option 0A/0B/0C/0D. Use this list to identify and
order replacement parts.

 �	� �	��	��� ����	������

Replacement parts are available through your local Tektronix field office or
representative.

Changes to Tektronix instruments are sometimes made to accommodate
improved components as they become available and to give you the benefit of the
latest circuit improvements. Therefore, when ordering parts, it is important to
include the following information in your order.

� Part number

� Instrument type or model number

� Instrument serial number

� Instrument modification number, if applicable

If you order a part that has been replaced with a different or improved part, your
local Tektronix field office or representative will contact you concerning any
change in part number.

Modules can be serviced by selecting one of the following three options. Contact
your local Tektronix service center or representative for repair assistance.

#����� $,������+ In some cases you may exchange your module for a reman-
ufactured module. These modules cost significantly less than new modules and
meet the same factory specifications. For more information about the module
exchange program, call 1–800–TEK–WIDE, extension 6630.

#����� �����	 ��� ����	�+ You may ship your module to us for repair, after which
we will return it to you.

��* #�����+ You may purchase replacement modules in the same way as other
replacement parts.

#����� ��	
�����
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)��� ��� �����������  �	� %��

This section contains a list of the mechanical and/or electrical components that
are replaceable for the waveform monitor. Use this list to identify and order
replacement parts. The following table describes each column in the parts list.

 �	� %�� ������ &��	������

������ ������ ���� &��	������

4 %�#
�� L ����? �
���� ���� �� ���  ������ ��� ���������� �' ���(����� �
����1

5 ��-�����? ���� �
���� � � ��� (��� �
���� ;��� �������# ��(�������� (��� ���� ��-�����?1

/ ��� > =����� �
���� ���
�� ����� �������� ���  ����� �
���� �� ;���� ��� (��� ;� ��� � ���������1 ���
�� ��
�
�������� ���  ����� �
���� �� ;���� ��� (��� ;� �� ������
��1 �� ������ �������� ��� (��� � 
#��� ��� ���  ����� �
���� 1

+ S�' ��� �������� ��� &
�����' �� (��� 
 ��1

: ���� L �� ���(���� �� ���� ���� �  �(������ ���� ��� �� ���(���� �' � ����� 0�1 7���
 � ��  (��� ���������� 8 ��
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Abbreviations conform to American National Standard ANSI Y1.1–1972.

The following table cross indexes codes, names, and addresses of manufacturers
or vendors of components listed in the parts list.
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