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751115 TEST AND MEASURING Cd 869

OSCILLOSCOPES
PM 3240 and PM 3260

Already published: PM 3240 - Cd 857 and Cd 867
PM 3260 - Cd 850, Cd 855, Cd 863 and Cd 868

Subject: Instability

Instability may be caused by contact-resistance in some of the clamp-connections in the multipole
connectors (the female contact to the wire).

In production these points are now being soldered.

This modification is applied in the PM 3240 from serialnumber 1650 on, and in the PM 3260 from serial-
number 2790 on.

In enclosed detail-drawings the relative points are indicated.

We recommend to apply this modification on instruments which are on hand.
By pressing the small locking spring of the female contact, this contact can be slid-out of the plug. When
soldering, take care that the soldering material does not reach 1.+ contact spring section.
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Intermediate amplifier Power supply

X = Soldered clamp connections
PM 3240





