
Part No.  Z1-212-420, IB002432

AUTOMATIC W/I TESTER

TOS9000
INSTRUCTION MANUAL

HIGH VOLTAGEHIGH VOLTAGE
・This Tester generates high voltage.
・Any incorrect handling may cause death.
・Read Section3 "WARNINGS" in this manual to prevent accident. 
・This manual should be placed within the reach of the operator so that he or she 
　may read it whenever necessary.

DANGERDANGER



Interlock Function
The TOS9000 has an interlock protection. When the TOS9000 has

arrived you and you have unpacked it, the function is effective. There-

fore the TOS9000 will not start its operation. Before operation, you

must release the interlock protection. For details, see Chapter 4.11

“Interlock Function” of this manual.

All or any parts of this manual may not be reproduced in any forms, without express written
permission of Kikusui Electronics Corporation.

The contents of this manual, including the specifications of the instrument, are subject to change
without notice.

©1991-2002 Copyright Kikusui Electronics Corporation.
Printed in Japan. All rights reserved.
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